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1.0 INTRODUCTION The Instruments & Life Support Division of the Bendix Corporation 

submits this final report to the Marshall Space Flight Center ;MSFC) 
to document the progress made during Phase C of NASA Contract 
NAS 8-30160 for "Design, Development and Manufacture of a 
Breadboard Radio Frequency Mass Gauging System." 

The objectives of Phase C were as follows; 

• Conduct and evaluate gauging performance tests using liquid 
hydrogen in the Phase B cryogenic test tank. 

• Conduct and evaluate gauging performance tests using liquid 
oxygen in the Phase B cryogenic test tank. 

• Evaluations of the multiple probe approach in conjunction with 
perturbations in tanks using RP-1 as a test fluid. 

• Evaluations of the effects on gauging performance of 
perturbations in tanks using RP-1 as a test fluid. 

• Conduct a pressurization test to determine system sensitivity to 
pressure using RP-1 as a test fluid. 

• To improve analog and digital processing electronics. 

• To investigate a non-linear sweep generator whose sweep rate 
would vary with frequency; and incorporate a solid state 1.0 - 
2.0 GHz RF oscillator. 

The following sections detail the accomplishments and conclusions 
which can be made from the work performed during Phase C. 
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2.0 CRYOGENIC TESTING As a further evaluation of the RF gauging technique, additional tests 

were performed using the cryogens liquid hydrogen (LH 2 ) and liquid 
oxygen (LOX). The test tank used in these tests was the dual-walled, 
vacuum-insulated test vessel which was designed, fabricattJ, amJ used 
in Phase B under NASA Contract NAS 8-30160. During March 1974 
LH 2 tests were performed; after modifications to the test tank, 
additional LH 2 tests were performed in January 1975. LOX tests 
were performed in February 1975. The following sections define the 
test hardware, procedures, and test results obtained in the course of 
these cryogenic gauging tests. 

2.1 TEST HARDWARE The test tank fabricated in Phase B consists of an inner pressure 

vessel and an outer vacuum shield vessel. The pressure vessel is 
wrapped with sheets of aluminized mylar and suspended in the outer 
vacuum shield. The space between the inner and outer vessels is 
evacuated to provide appropriate thermal insulation. (For complete 
details of tank construction refer to the Phase B Final Report, 
Volume I, Design, Development And Manufacture of a Breadboard 
Radio Frequency Mass Gauging System, Bendix l&LSD Publication 
Number 7246, November 15, 1974). Figures 2-1 thru 2-3 show the 
test tank mounted in a gimballing fixture. This fixture contains a 
remotely controlled gimballing mechanism which is capable of 
rotating the test tank, when filled with either test cryogen, 180® in 
either direction from a horizontal position about the minor axis of 
the dewar. Rotation of the test tank is accomplished by means of a 
reversible electric motor with a chain and sprocket drive. 

Figure 2-4 shows the access hatch end of the test tank with the outer 
and inner hatch covers removed. Figure 2-5 shows the RF probe 
assembly used in the test tank. This probe assembly is a 
multi-element assembly, where each element is a short E-field probe 
covered with a teflon radome. This assembly mates with the pressure 
vessel at the access hatch and is sealed by welding at the outer lip of 
the access hatch. 

Due to the inherent hazards associateo with LH 2 and LOX, the test 
tank, orientation fixture, and RF gauging processing electronics were 
positioned in a concrete hazard-te‘^-cell during testing. Liquid 
transfer and tank orientation tests were remotely controlled from an 
instrumentation building that contained all control and monitoring 
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2.2 LIQUID HYDROGEN TESTS - 
MARCH 1974 


2.2.1 LH 2 TEST PROCEDURE 


equipment. Figure 2-6 illustrates uic physical arrangement of the test 
configuration. To facilitate the acquisition of a large quantity of 
data, an automatic data acquisition system provided the appropriate 
interface between data outputs and an IBM Model 026 modified 
keypunch. Figure 2-7 shows a block diagram of the basic test 
instrumentation setup which was used to record all test data. The RF 
gauging processing electronics designed for and used in Phase B was 
again used for the cryogenic tests after minor modifications. 

To augment the Phase B LH 2 loading and orientation test data, 
additional LH 2 tests were performed in Phase C. Problem, that had 
been noted during the Phase B tests with the data acquisition system 
and the RF sweep oscillator wera corrected prior to testing. The data 
acquisition system had been set up so that tne RF sweep •vcillato'' 
would provide system sequencing. This arrangement caused noise 
to feedback into the system from the IBM keypunch, causing 
errors in card punching. To clleviate this source of errors, the system 
was changed so that the IBM machine on automatic cycling would 
initiate the sequencing for the data acquisition. 

After a systems checkout, the tesi tank was pre-chilled with LN 2 ' 
emptied, then filled to approximately 100% of capacity with LH 2 . 
Both static and dynamic orientation testing was performed at 
approximately 10% intervals of mass. Static and dynamic 
orientations involved the following conditions. 

A. STATIC ORIENTATION TESTS 

• Tank positioned and fluid allowed to come to rest at each 
position prior to taking data. 

• Mass held constant. 

• Data recorded at each 15^ increment of orienu.'.iun 

B. DYNAMIC ORIENT ATI Oi\i TESTS 

• Continuous orientation of test tank back and forth (360“ ). 

• Rate of rotation of tank approximately 6'’ per second. 
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Figure 2-7 



2.2.2 LH2 test RESULTS 


2.3 LIQUID HYDROGEN TESTS - 
JANUARY 1975 



IrwtrunnerTts fli 
Uf« Support 
Division 


• Mass held constant. 

• Data recorded continuously. 

At the beginning of the LH 2 tests (during LH 2 loading) the system 
had high sensitivity. However, a failure occurred during the testing 
wliich greatly reduced the system sensitivity, consequently causing 
the mass percent error to be large. This change or loss in sensitivity 
has been traced to a failure in the mode processing electronics where 
the cause of loss of sensitivity was due to damage of the crystal 
detector. However, the testing was continued. Figure 2-8 shows an 
error matrix for these LH 2 tests. Figures 2-9 and 2-10 show 
frequency distribution and cumulative error distribution curves for 
this data. 

From these results it was clear that the reduced system sensitivity 
with the March 3, 1974 LH 2 tests caused the mass percent error to 
be larger than that obtained with the Phase B, January 9, 1974 LH 2 ' 
test data. As a result, total error analysis breakdown of the March 
LH 2 test data was not attempted. However, it was noted that for 
these tests errors due to the data acquisition system were reduced 
and the mode count variance was smaller than that seen in the Phase 
B tests. 

Additional testing with LH 2 was performed in January, 1975. For 
these tests several changes were iroorporated in the test tank and data 
acquisition system to improve the test system. These changes 
included the following: 

• Add temperature control to the RF sweep oscillator test box. 

• Add temperature control to the RF signal processing test box. 

• Add N 2 cooling purge to solenoid valves in test tank. 

• Improve performance of data acquisition interface with IBM 
keypunch. 

• Modification of test tank to minimize variations in RF system 
output with empty tank orientation. (See Section 3.0 for details 
of the tank modifications). 
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After the cryogenic test tank was modified to minimize the empty 
tank orientation sensitivity, it was returned to the hazard test cell 
and interfaced with the modified data acquisition and fluids handling 
hardware. Following a pre-test system checkout, the tank was 
pre-chilled with LN 2 , emptied, and then filled with LH 2 to 
approximately 95% of capacity (132.5 lbs of LH 2 )- Static and 
dynamic orientation testing was then performed at each of tlie 
following incremental amounts of LH 2 : 95%, 90%, 80%, 70%, 60%, 
50%, 40%, 30%, 20%, 10%, 5%, and 0%. 

As in the previous LH 2 tests, the static and dynamic orientation tests 
involved the following conditions: 

A. STATIC ORIENTATION TESTS 

• Tank positioned and fluid allowed to come to rest at each 
position prior to taking data. 

• Mass held constant. 

• Data recorded at each IS’’ increment of orientation. 

• 10 data frames recorded at each angular increment. 

B. DYNAMIC ORIENTATION TESTS 

• Continuous orientation of test tank back and forth (360°). 

• Rate of rotation of tank approximately 6° per second. 

• Mass held constant. 

• Data recorded continuously. 

• 100 Data frames recorded at each loading increment. 


To establish the mass of LH 2 in the tank during an incremental 
loading and orientation test, it was necessary to subtract out the tare 
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weight measured with the tank completely empty and the fill hose 
disconnected. At any given fill level where both dynamic and static 
orientation testing was performed, the tank fill and vent lines were 
closed. Hence, the actual mass for both dynamic and static 
orientation tests were the same. During orientation testing the fill 
hose was disconnected. The best indication of actual LH 2 nnsss in the 
tank at any given percent loading was determined from averaging the 
indicated mass on those IBM cards punched while the tank was in its 
normal upright position (same position as when tare weight of empty 
tank was acquired) and then subtracting that tare weight from it. 
Table 2-1 summarizes the actual LH 2 wei^t increments at which the 
orientation tests were performed. The volume of the tank is capable 
of containing 139.48 pounds of LH 2 . 


TABLE 2-1 

ACTUAL MASS LOADING (LHj) 


Approx. 

Percent 

Loading 

Scale 
Indication 
of Mass (Avg.) 
In Pounds 

Tare 
Weight 
In Pounds 

Actual 
Weight 
of LH 2 
In Pounds 

95 

137.51 

5.35 

132.16 

90 

132.08 

it 

126.73 

80 

116.81 

tt 

111.46 

70 

103.16 

tt 

97.81 

60 

89.69 


84.34 

50 

74.24 

tt 

68.89 

40 

61.95 

tt 

\ 

56.60 

30 

48.37 

tt 

43.02 

20 

33.91 

tt 

28.56 

10 

20.50 

tt 

15.15 

5 

12.50 

tt 

7.15 

0 

5.33 

tt 

0.0 


The first step in analyzing the static orientation data was to calculate 
the average mode count for all of the static orientation positions for 
each respective incremental loading according to the equation: 
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Mode = jrJjModeli). (1) 

i=l 

Table 2-2 summarizes the average mode count for all orientations at 
each respective loading along with the actual mass. 

It was noted that the temperature of the tank and the antenna 
structure had warmed up considerable by the time that the empty 
orientation data was acquired. As a result, the average mode count 
for the empty tank is lower than when the tank and probe structure 
is completely chilled. 

This difference is primarily due to the change with temperature of 
the electrical and dimensional characteristics of the teflon associated 
with the antenna radomes and the teflon in the semi-rigid coax in the 
probe structure. Once the probe structure is completely chilled no 
further changes in these electrical and dimensional characteristics are 
seen. Alternate materials and design configurations can be used to 
limit this effect. As a result the empty tank mean mode count was 
not used in calculating the linear regression curve. 


TABLE 2-2 

SUMMARY OF MEAN MODE COUNT AND ACTUAL 
MASS AT EACH INCREMENTAL LOADING 
(FROM STATIC ORIENTATION DATA) 


Approx. 

Percent 

Loading 

Mean Mode 
Count 

Actual 
Mass (lbs) 

95 

2134.266 

132.16 

90 

2108.818 

126.73 

80 

2029.852 

111.46 

70 

1976.824 

97.81 

60 

1924.328 

84.34 

50 

1871.388 

68.89 

40 

1834.132 

56.60 

30 

1756.292 

43.02 

20 

1708.280 

28.56 

10 

1648.752 

15.15 

5 

1641.856 

7.15 

0 

1539.394 

0 
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Using the values from Table 2*2 for mass and average mode count 
(except for 0% loading), a linear regression curve of the form 


V = Po + P^X 


was generated, where 


Y = mode count 


X = mass 


pQ = the Y intercept 
/3-| = the slope of the line 

The coefficients Pq and P^j can be determined from the simultaneous 
solution of the following equations 


/ N N 

SXi 


N N N 

SXiSY; - NSXjYi 

/ N ,2 N 

SXi -nSx,.2 

'i=1 ' i=i 


Solution of equations (3) and (4) provides values for Pq and P^ of the 
linear regression curve. They are 

/3q * 1596.64 (Empty tank mode count) 

^1 = 3.9797 (Sensitivity - Modes/lbs) 

The regression curve then becomes 


Y = 1596.64 + 3.9797 X 
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The regression curve is used as the basis for all error calculations 
relating to the static orientation tests. This curve is shown in Figure 
2-11 along with the mean mode count for all orientations for each 
mass loading. The residuals of the measured mean mode count 
relative to the mode count calculated from the least squares 
regression curve as shown in Table 2-3. These residuals are calculated 
from 


mean model / calculated \ 
mode I — mode I 
\count / \ count / 

% mode count error = X 100 (6) 

/calculated! 

mode 

^count ^ 

Figure 2-12 shows the percent deviation in mean mode count from 
the linear regression curve; the average of these residuals is 0.48174% 
error of point. 


TABLE 2-3 

% ERROR OF MODE COUNT FROM 
LINEAR REGRESSION CURVE (BASED 
ON MEAN OF DATA-STATIC ORIENTATION TEST) 


Approx. 

Percent 

Loading 

Actual 

Mass 

(Lbs.) 

■ 

Actual 

Mode 

Count 

Theoretical 
Mode Count 

% Error 
Mode Count 
(of Point) 

5 

7.15 

1641.9 

1725.09 

+ 1.0316 

10 

15.15 

1648.7 

1656.93 

■0.4935 

20 

28.56 

1708.3 

1710.30 

-0.1179 

30 

43.02 

1756.3 

1767.84 

•0.6534 

40 

56.60 

1834.1 

1821.89 

+0.6721 

50 

68.89 

1871.4 

1870.80 

+0.0315 

60 

84.34 

1924.3 

1932.28 

•0.4118 

70 

97.81 

1976.8 

1985.89 

•0.4566 

80 

111.46 

2029.8 

2040.21 

-0.5079 

90 

126.73 

2108.8 

2100.98 

+0.3729 

95 

132.16 

2134.3 

2122.59 

+0.5499 

Average | 

1 

0.4817 
- - 
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2.3.2.3 MASS ERROR (STATIC) For each fill level and static orientation point the mean mass was 

calculated using the mean mode count for that orientation. The 
calculated mass for each orientation is arrived at by means of the 
equation 

Y- 1596.64 ly. 

^ ~ 3.9797 


The % mass error of the system is the‘~ calculated as 


Percent Error = 


actual mass - calculated mass 
full tank mass 


X 100%. 18) 


A mass error matrix of percent fill and orientation angle can be 
constructed so as to present a summary of all system errors. This 
matrix is shown in Figure 2-13. 

The error matrix can be analyzed to yield further insight into the 
behavior of the RF Gauging. One type of analysis available is to 
group the data so that its frequency distribution is apparent and the 
cumulative error distribution is calculated. Having the cumulative 
distribution, the probability function for the data can be arrived at 
by simply differentiating the cumuiative distribution function. 
Figure 2-14 contains a piot of the mass error frequency of 
distribution in which the positive and negative mass errors are shewn 
separately. Figure 2-15 contains a plot of the macs error frequency in 
which both the positive and negative mass errors are considered 
together (i.e. absolute valves). Figure 2-16 contains the cumulative 
distribution plot obtained from the latter mass error frequency 
distribution data. 
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2.S.2.4 LINEAR REGRESSION In exanination of the dynamic orientation data, tho first step w^as to 
CURVE (DYNAMIC) calculate the average mode count for all of the data frames for each 

respective incremental loading according to the following equation: 

. N 

Mode=- 7 S Mode(i). (9) 

Table 2-4 summarizes the average mode count for each respective 
loading along with the actual mass. 


TABLE 2-4 

SUMMARY OF MEAN MODE COUNT AND ACTUAL MASS 
AT EACH INCREMENTAL LOADING (FROM DYNAMIC 
ORIENTATION DATA) 


Approx. 

Percent 

Loading 

Mean Mode 
Count 

Actual 

Mass 

(lbs) 

95 

2133.336 

132.16 

90 

2101.041 

126.73 

80 

2041.980 

111.46 

70 

1979.660 

97.81 

60 

1919.510 

84.34 

50 

1863.390 

68.89 

40 

1833.600 

56.60 

30 

1762.230 

43.02 

20 

1698.950 

28.56 

10 

1645.700 

15.15 

5 

1630.340 

7.15 


Using the value< '.om Table 2-4 for mass and average mode count, a 
linear regression curve can be established for the dynamic orientation 
test data. (Calculations based on same technique as described in 
section 2.S.2.2.) The regression c_.,e for the dynamic orientation 
data is: 


Y * 1590.18 + 4.0391 X 


( 7 ) 


where. 


Y = mode count 
X » mass. 
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2.3.2.5 MASS ERROR 
(DYNAMIC) 


It is noted that this curve agrees well with that calculated for the 
static orientation data (Equation 5). This dynamic linear regression 
curve is shown in Figure 2-17 along with the mean mode count for 
each mass loading (Dynamic test results). 


The residuals of the measured mean mode count relative to the mode 
count calculated from the least squares regression curve aie shown in 
Table 2-5. As with the case of the static orientation data, these 
residuals are calculated from 


% mode cc it error = 


/mean mode 


calculated 

mode 

— 

mode , 

\count j 


^ count / 


X 100. (11) 


calculated 
mode 
^count . 


"Tie average of these residuals is 0.36756% error of point, which is 
somewhat better than the residual mode % error calculated for the 
static orientation test data. 


TABLE 2-5 

% ERROR OF MODE COUNT FROM 
LINEAR REGRESSION CURVE (BASED 
ON MEAN OF DATA - DYNAMIC ORIENTATION TEST) 


Approx. 

Percent 

Loading 

Actual 

Mass 

(Lbs) 

Actual 

Mode 

Count 

Theoretical 
Mode Count 

% Error 
Mode Count 
(of Point) 

5 

7.15 

1630.34 

1619.06 

0.6964 

10 

15.15 

1645.70 

1651.38 

■0.3438 

20 

28.56 

1698.95 

1705.54 

-0.3865 

30 

43.02 

1762.23 

1763.95 

-0.0973 

40 

56.60 

1833.60 

1818.80 

0.8138 

50 

68.89 

1863.39 

1868.44 

■0.2702 

60 

84.34 

1919.51 

1930.84 

•0.5869 

70 

97.81 

1979.66 

1985.25 

-0.2816 

80 

111.46 

2041.98 

2040.38 

0.0783 

90 

126.73 

2101.04 

2102.06 

-0.0485 

95 

132.16 

2133.34 

2123.99 

0.4399 
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For each fill level, the mean mass is calculated using the mean mode 
count for that fill level. The calculated mass is arrived at by means of 
the equation 


y_Y - 1590.18 
4.0391 • 


( 12 ) 


The % mass error of the system is then calculated as 


Percent Error = 


actual mass - calculated mass 
full tank mass 


X 100%. (13) 


Table 2-6 summarizes the mass % error calculations obtained for the 
dynamic orientation test data. It is noted that the average mass % 
error for the dynamic orientation test data is 1.17336%. 


TABLE 2-6 

DYNAMIC ORIENTATION MASS ERROR 


Approx. 

Percent 

Loading 

Actual 

Mass 

(Lbs) 

% Error 
Mass 

5 

7.15 

-2.0014 

10 

15.15 

1.0078 

20 

28.56 

1.1701 

30 

43.02 

0.3048 

40 

56.60 

-2.6273 

5) 

68.89 

0.8962 

ej 

84.34 

2.0116 

70 

97.81 

0.9921 

80 

111.46 

-0.2834 

90 

126.73 

0.1810 

95 

132.16 

-1.6585 


2.3.2.6 MODE COUNT VARIANCE Further insight into the results obtained with both the static and 
AND STANDARD dynamic orientation data testing can be obtained by noting the 

DEVIATION typical spread in the raw data (mode count) at any given fill level. 
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Table 2-7 summarizes the variance and standard deviations in 
recorded mode count for both the static and dynamic data. For the 
static orientation testing the average standard deviation in mode 
count was 19.1 modes, whereas for the dynamic orientation testing 
the average standard deviation in mode count was 15.8 modes. 

2.S.2.7 DATA DISTRIBUTION The question of the distribution of the raw mode count data at each 
TEST fill level during the dynamic LH 2 orientation testing has been 

examined by application of the Kolmogorov-Smirnov tests for 
normal distribution and uniformity. Table 2-8 summarizes the results 
of the Kolmogorov-Smirnov tests for normal distribution and 
uniformity at each irKremental level of LH 2 - It is significant to note 
that the data does approach a normal distribution. (Testing for a 
bivariate normal is not applicable, since mode count is a univariate 
statistic.) It is also noted that the distribution is not uniform in the 
statistical sense. 

2.3.2.S COMPUTER GENERATED Computer generated plots of the raw data from the January, 1975 
PLOTS LH 2 testing have been made of the following: 

• Frequency of occurence vs. mode count at each mass increment 
(static orientation data). 

• Mode count vs. orientation angle at each mass increment (static 
orientation data). 

• Frequency of occurence vs. mode count at each mass increment 
(Dynamic orientation data). 

• Mode count vs. orientation angle at each mass increment 
(Dynamic orientation data). 

These plots are presented in Appendix A of this report. 

2.3.3 SUMMARY - LH 2 TEST From the data obtained with LH 2 using the Breadboard RF mode 
RESULTS, JANUARY 1975 counting system, the following was observed: 

IN THE STATIC ORIENTATION TEST DATA - 

• The average percent error of mean mode count from the linear 
regression curve for all fill levels was 0.4817%. 
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MEAN, VARIANCE. AND STANDARD DEVIATION IN MODE COUNT 
LH, TEST - JANUARY 1975 


LM» Support 


Dynamic Orientation 

1 

StarKlard 

Deviation 

o>ir-oo(Nco(q(qi^(000(0 

15.8 (AV) 

Variance 

143.6 

170.9 

219.3 

202.4 

265.9 

242.4 

347.4 
313.1 

384.4 

485.9 

288.7 
74.0 


Mean Mode 
Count 

2133.3 
2101.0 

2042.0 
1979.7 

1919.5 

1863.4 

1833.6 

1762.2 
1698.9 

1645.7 

1630.3 

1547.0 

Static Orientation 

‘ - 

Standard 

Deviation 

16.9 
17.2 

19.1 
20.6 

23.9 

21.1 

19.9 

24.5 

18.6 
21.4 

14.9 
11.0 

19.1 (AV) 

Variance 

287.2 
f 296.7 

366.8 

424.9 

571.9 

446.8 
399.7 
601.6 

346.1 

458.9 
221.5 

122.1 


Mean Mode 
Count 

2134.3 
2108.8 

2029.8 

1976.8 

1924.3 

1871.4 
1834.1 

1756.3 

1708.3 
1648.7 

1641.9 

1539.4 

■fg 2 

132.16 

126.73 

111.46 

97.81 

84.34 

68.89 

56.60 

43.02 

28.56 

15.15 

7.15 

0 

Approx. 

Percent 

Loading 

8 8 8 S 8 S ? S 8 S ” ° 






TABLE 2-8 


KOLMOGOROV-SMIRNOV TEST FOR 
NORMAL DISTRIBUTION AND UNIFORMITY 
(DYNAMIC LHj ORIENTATION DATA) 


% 

LOADING 

TEST FOR NORMAL 

• 

TEST FOR UNIFORMITY 

TEST 

STATISTIC 

P(ACCPT/ 
NULL TRUE) 

TEST 

STATISTIC 

P(ACCPT/ 
NULL TRUE) 

95 

0.62390 

0.831 1EOO 

1.92548 

0.1204E-02 

90 

0.66049 

0.7756E00 

2.25734 

0.7498E-04 

80 

0.83026 

0.4958E00 

2.14590 

0.2001 1-03 

70 


0.1587E0O 

1.9o051 

0.7835E-03 

60 

0 64473 

0.8001 EOO 

2.01008 

0.6188E-03 

50 

0.86991 

0.4356E00 

2.4265 

0.1562E-04 

40 

0.83134 

0.4941 EOO 

1.17265 

’278E+00 

30 

0.99856 

0.271 5E00 

2.36667 

0.2724E-04 

20 

1.18063 

0.1231 EOO 

2.06165 

0.4066E-03 

10 

0.64882 

0.7938E00 

1 23276 

0.9572E-01 

5 

1.15721 

0.1373E00 

2.87434 

0.1192E06 

0 

1.71130 

Q.5719E-02 

3.47192 

O.OOOOEOO 
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• The average standard deviation in mode count distribution for 
all fill levels was 19,1 modes. For the empty tank the standard 
deviation in mode count was 11.0 modes. (See discussion on 
empty tank orientation sensitivity in section 3.0 of this report.) 

• The average percent error of Mass from the linear regression 
curve for all fill levels and orientation angles was 3.02%. 

• Based on cumulative distribution plot of mass errors tor all fill 
levels and orientation angles, 75% of all points exhibited a mass 
error of less than 4.4% and 50% of ali points exhibited a mass 
error of less than 2.6%. 

IN THE DYNAMIC ORIENTATION TEST DATA - 

• Average % of Error of Mode Count from linear regression curve 
for all fill levels was 0.3675%. 

• The average standard deviation in mode count distribution for 
all fill levels was 15.8 modes. For the empty tank the standard 
deviation in mode count was 8.6 modes. (See discussion on 
empty tank orientation sensitivity in section 3.0 of this report.) 

• Average % of Error of Mass from Linear Regression curve for all 
fill levels was 1.1734%. 

BASED ON THESE RESULTS, THE FOLLOWING CAN BE 

CONCLUDED - 

• The gauging response with LHo approaches a linear relationship 
as predicted. 

• It is seen that under dynamic fluid conditions, in which the 
fluid assumes (with time) ever changing positions within the 
tank, the RF gauging technique on the average provides a very 
good indication of mass. 
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2.4 LIQUID OXYGEN TESTS - 
FEBRUARY 3, 1975 

2.4.1 LOX TEST PROCEDURES 


2.4.2 LOX TEST RESULTS 

2.4.2.1 WEIGHT 

DETERMINATION 




ms* 


UisSupmo^ 


• The January 1975 LH 2 testing again demonstrated the 
credibility of the RF gauging technique as applied to LH 2 . 

To augment the Phase B LOX loading and orientation test data, 
additional LOX tests were performed in Phase C. The RF sweep 
speed used in the February 3, 1975 LOX tests was 30 milliseconds, 
the same as that of the Phase B LOX test. The Phase B cryogenic 
tank was used as the test tank during testing. 

The test procedures with LOX were similar to those used with LH 2 
in that the test tank was filled to approximately 95% of capacity 
with LOX and then both static and dynamic orientation testing was 
performed at approximately 10% intervals of mass. Static and 
Dynamic orientations involved the following conditions: 

A. STATIC ORIENTATION TESTS 

• Tank positioned and fluid allowed to come to rest at each 
position prior to taking data. 

• Mass held constant. 

• Data recorded at each 15° increment of orientation. 

B. DVNAMIC ORIENTATION TESTS 

• Continuous orientation of test tank back and forth (360°). 

• Rate of rotation of tank approximately 6° par second. 

• Mass held constant. 

• Data recorded continuously. 


To establish the mass of LOX ir» the *est tank during each 
irKremental loading and orientation test, it was necessary to subtract 
out the tare weight measured with the tank completely empty and 
the fill hose disconnected. Although the majority of the tare weight 
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was nulled out during calibration, a resioual tare weight had to be 
subtracted from the recorded data foi weight. Table 2*9 summarizes 
the actual LOX weight increments at which the orientation tests 
were perforued. Note that the volume of the test tank is capable of 
containing 2,243.16 pounds of LOX. 


TABLE 2-9 

ACTUAL MASS LOADING (LOX) 


Approx. 

Percent 

Loading 

Scale 
Indication 
of Mass (Avg.) 
in Pounds 

Tare 
Weight 
in Pounds 

Actual 
Weight 
of LOX 
in Pounds 

95 

2124.90 

5,87 

2119.03 

90 

2022.72 

*$ 

2016.85 

80 

1801.42 

* t 

1795.55 

70 

1577.10 


1571.23 

60 

1349.60 

• t 

1343.73 

50 

1125.00 

9* 

1119.13 

40 

903.02 


897.15 

30 

677.84 


671.97 

20 

448.44 

» 

442.5 

10 

227.96 


222.52 

5 

118.30 

t0 

112.15 

0 

i0.20 

H 

4.33 


2.4.2.2 ORIENTATION DATA - The data from the dynamic orientation testing with LP X was first 
DYNAMIC examined by calculating the mean mode count obtained for all 

orientations at each incremental mass loading. Table 2-10 
summarizes the mean mode count obtained at each mass increment. 
Figure 2-18 contains a plot of the mean mode count versus p''rcent 
loading of LOX, illustrating the characteristic non-linear loading 
curve. 
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TABLE 2-10 

MEAN MODE COUNT AND ACTUAL MASS 
AT INCREMENTAL LOADINGS OF LOX 
LOX TESTS - FEBRUARY 3, 1975 


Approx. 

% 

Loading 

Actual 

Mass 

(Pounds) 

Mean 

Mode 

Count 

95 

2119.03 

370.21 

90 

2016.85 

378.43 

80 

1795.55 

413.31 

70 

1571.23 

456.36 

60 

1343.73 

482.81 

50 

1119.13 

541.91 

40 

1897.15 

612.30 

30 

671.97 

703.92 

20 

442.5 

835.25 

10 

222.52 

1070.34 

5 

112.15 

1351.04 

0 

4.33 

1863.45 


2A2.3 MULTI-SEGMENT NON- The data frorrt the dynamic orientation testing with LOX has been 
LINEAR REGRESSION examined to obtain a nonlinear regression curve of mean mode 

FIT (DYNAMIC) count. A polynomial fit of the curve was attempted. However, in 

order to make the fit as close as possible (thereby minimizing the 
residuals) the LOX curve was divided into three polynomial 
segments. (This permits a relative comparison to LOX tests 
conducted in 1974). The curves for each segment are of the form 

Y = |3o + 0i X + /?2X2■^^3X3 + (34X^ H4) 


where 


Y = mass 
X = mode count 

% " are the coefficients of the regression 
polynomial. 
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Table 2-1 1 lists the coefficients for the three segments. 


TABLE 2-11 

POLYNOMIAL COEFFICIENTS FOR LOX TEST 
(DYNAMIC DATA - FEB. 3-6, 1975 TEST) 


Segment 

Mass Range (lbs) 

h 


&2 

1 

h 

— 

h 

1 

0442.574 

3126.64 

-5.70493 

0.364895E-02 

-0.797773E-06 

0.0 

II 

442.574-1343.73 

4396.60 

-7.97184 

0.134261 E-02 

0.60051 6E-05 

-0.355725E-08 

III 

1343.73-2119.03 

24035.0 

-112.53 

0.932768E-01 

0.297610E-03 

-0.434190E-06 


I 

J 

1 


From the multi-segment polynominal, a percent of point mass error j 

based on deviation of n.ean mode count from the polynominal can ^ 

be calculated. Tables 2-12 thru 2-14 summarize the mass error. 

1 


TABLE 2-12 


SUMMARY OF POLYNOMINAL FIT-SEGMENT I 
(DYNAMIC DATA - FEB. 3-6, 1975 TEST) 



Actual 

Calculated 

% Error 

Modes (Ave) 

Mass (lbs) 

Mass (lbs) 

of Point 

1863.45 

4.334 

4.38184 

•1.09 

1351.04 

112.434 

112.146 

0.257 

1070.34 

222.094 

222.521 

•0.192 

835.25 

442.574 

442.390 

0.0415 

Mean Error for estimate of mass = 0.335022 lbs 
Coefficient of correlation - 0.999999 
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TABLE 2-13 

SUMMARY OF POLYNOMINAL FIT - SEGMENT II 
(DYNAMIC DATA - FEB. 3-6, 1975 TEST) 



Actual 

Calculated 

% Error 

Modes (Ave) 

Mass (lbs) 

Mass (lbs) 

of Point 

835.25 

442.5 

442.699 

-0.0282 

703.92 

671.974 

671.515 

0.0683 

612.30 

897.154 

897.340 

-0.0207 

541.91 

1119.13 

1119.75 

-0.0557 

482.81 

1343.73 

1343.25 

0.0356 

Mean Error for estimate of mass = 0.483367 lbs 
Coefficient of correlation = 0.999999 



TABLE 2-14 

SUMMARY OF POLYNOMINAL FIT - SEGMENT III 
(DYNAMIC DATA - FEB. 3-6, 1975 TEST) 



•" - " 

Actual 

Calculated 

% Error 

Modes (.Ave) 

Mass (lbs) 

Mass (lbs) 

of Point 

482.81 

1343.73 

1349.07 

-0.396 

456 30 

1571,23 

1560.11 

. 0.713 

413.313 

1795.55 

1801.17 

-0.312 

378.43 

2016.85 

2032.28 

-0.759 

370.21 

2119.03 

2103.76 

0.726 

Mean Error for estimate of mass = 13.6271 lbs 
Coefficient of Correlation • 0.999190 


The percent mass error of full scale of the system can be arrived at 
for the dynamic testing by using the following: 


% Error (of full scale) =■ 


Actual Mass - Calculated Mass 
Full Tank Mass 


X 100 (15) 


where full tank mass is 2,243.16 pounds of LOX, Table 2-15 
summarizes the mass % error of full scale. 
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TABLE 2-15 

SUMMARY OF MASS % ERROR OF FULL SCALE 
(DYNAMIC DATA - FEB. 3-6, 1975 TEST) 


Approximate % 
Loading 

% Mass Error 
Of Full Scale 

0 

0.00213271 

5 

0.01283878 

10 

0.01903573 

20 

0.00557250 

30 

0.02046695 

40 

0.00829344 

50 

0.02764481 

60 

0.02139752 

70 

0.49573451 

80 

0.25054467 

90 I 

0.68786597 

95 

0.68073702 

Average 

0.18602205 


2.4.2.4 SINGLE-SEGMENT NON- In addition to the multi-segment non-linear polynominal equation to 
LINEAR REGRESSION fit the mean mode count versus mass data, a single-segment 

Plj non-linear regression curve was also calculated for the dynamic 

orientation data. The single-segment non-linear regression curve is a 
four (4) degree polynominal of the form: 

Y * % + /?! X + .52x2-h/J3x3 + |34X‘* (16) 

where 

Y = mass 

X = mode count 

/3q — 0 ^ are the coefficients of the regression 
polynomial. 
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These coefficients are; 

/5q = 6762.44 
= -19.3573 

02 = 0.2211445-01 

03 = -0.1143145-04 

04 = 0.2197055-08 

It is noted that the coefficient of correlation for the single-segment 
polynominal fit is 0.999401. A summary of the single-segment 
polynominal fit is shown in Table 2-16. 

This single segment polynomial fit serves to illustrate one potential 
means of using the detected mode count to establish mass. It is noted 
that the multi-segment polynomial naturally provided a better 
correlation to actual mass. In either case, the mass errors are low. 

2.4.2.5 MASS 5RROR - A percent mass error of the gauging system can also be arrived at 

STATISTICAL ANALYSIS using the standard deviation of the mode count. This was done by 

using the ± 1 a distribution in mode count in conjunction with the 
calculated linear regression equations to calculate mass error. Recall 
that in calculating the best fit non-linear regression curve for LOX, 
two solutions were presented. These solutions were first, a 
multi-segment polynomial equation, and second, a single-segment 
polynomial equation. Using the coefficients tor each of the 
equations, mass may be calculated from the ±o indications of mode 
count. From these results the percent mass error of full scale for the 
system is then calculated as: 


I error = 


Act ual Mass - Calculated Mass 

Pull Tank Mass 


X 100%. 


( 17 ) 


Tables 2-17 and 2-18 show the mass error summaries of percent fill 
versus error for the multi-segment and the single-segment non-linear 
regression curves. It is noted that with the multi-segment non-linear 
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SUMMARY OF SINGLE SEGMENT POLYNOMIAL FIT 


] 



Inalruntwvtftfr 
Uf» Support 


? 


i 

1 


1 


LT) 

o> 


9 


CO 

00 

U1 

IL. 


< 

a 

o 


> 

o 


% ERROR 
OF FULL SCALE 

0.0185 

0.3238 

1.0097 

0.5415 

1.1373 

0.5161 

0.8002 

2.7038 

1.2576 

0.0459 

0.5684 

1.3686 

00 

d 

% ERROR 
OF POINT 

-8.76 

6.91 

-9.25 

2.82 

3.95 

1.31 

-1.58 

-4.32 

1.83 

-0.06 

0.63 

1.47 



AVERAGE 

DIFFERENCE 
IN POUNDS 

-0.416 

7.265 

-22.650 

12.147 

25.511 

11.578 

-17.946 

-60.645 

28.215 

-1.025 

-12.471 

30.699 

CALCULATED MASS 
IN POUNDS 

4.750 

105.169 

244.744 

430.427 

646.463 

885.576 

1137.08 

1404.38 

1543.02 

1796.58 

2029.60 

2088.33 

ACTUAL MASS 
IN POUNDS 

4.334 

112.434 

222.094 

442.574 

671.974 

897.154 

1119.13 

1343.73 

1571.23 

1795.55 

2016.85 

2119.03 

MODES (AV) 

... 

1863.45 

1351.04 

1070.34 

835.25 

703.92 

612.30 
541.91 
482.81 
456.36 

413.31 
378.43 
370.21 
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MASS ERROR BASED ON STANDARD DEVIATION OF MODE COUNT 
AS CALCULATED FROM MULT-SEGMENT POLYNOMINAL EQUATIONS 


1 

! 




Uf» Support 



MASS% 

ERROR 

0.245 

-0.128 

0.147 

-0.129 

0.283 

•0.333 

inu) 

do 

0.846 

0.197 

1.253 

-1.309 

— 

1.744 

-1.899 

1.974 

-1.977 

5.047 

3.325 

2.684 

-3.439 

3.146 

-5.209 


CALCULATED 

MASS 

-1.173 

7.212 

109.137 

115.340 

215.737 
229 569 

ss 

^U) 

85 

652.951 

690.613 

869.039 

926.523 

r~ — 
1080.007 
1161.721 

1299.443 

1388.081 

1458.020 

1645.816 

1735.340 

1872.695 

1946.293 

2133.684 

■ 

ACTUAL 
MASS (LBS) 

4.334 

112.434 

CM 

CM 

CM 

442.57 

671.94 

897.15 

— 

1119.13 

1343.73 

n 

CM 

r— 

in 

1795.55 

2016.85 

2119.03 

MODE 
COUNT ±o 

1876.49 

1856.59 

1365.54 

1336.54 

1081.22 

1059.46 

844.67 

825.83 

712.81 

695.03 

622.42 

602.18 



553.48 

530.08 



493.70 

471.96 

470.55 

442.17 

425.59 

401.03 

389.80 

367.06 

378.70 

361.72 

STANDARD 

DEVIATION 

9.95 

14.50 

CO 

00 

d 

9.42 

O) 

00 

00 

10.12 

11.70 



00 

d 

14.19 

12.28 

11.37 

8.49 

MEAN 

MODE COUNT 

1866.54 

1351.04 

1070.34 

835.25 

703.92 

612.30 

541.78 

— 

482.83 

456.36 

1 

413.31 

378.43 

370.21 

APPROX 
% FILL 

o 

LO 

o 

20 

30 

40 

50 

09 

70 

08 

90 

in 

O) 

POLYNOMIAL 

SEGMENT 

— 

— 

— 


















































































TABLE 2-18 


MASS ERROR BASED ON STANDARD DEVIATION OE MODE COUNT 
AS CALCULATED FROM SINGLE SEGMENT POLYNOMINAL EQUATION 


APPROX 

%FILL 

MEAN 

MODE COUNT 

STANDARD 

DEVIATION 

MODE 
COUNT ±o 

ACTUAL 
MASS (LBS) 

CALCULATED 

MASS 

MASS% 

ERROR 

0 

1866.54 

9.95 

1876.49 

1856.59 

4.334 

16.059 

-1.202 

-0.523 

0.246 

5 

1351.04 

14.50 

1365.54 

1336.54 

112.434 

97.325 

112.621 

0.674 

-0.008 

10 

1070.34 

10.88 

1081.22 

1059.46 

222.094 

238.943 

250.474 

-0.751 

-1.265 

20 

835.25 

9.42 

844.67 

825.83 

442.57 

419.116 

442.095 

1.046 

0.021 

30 

703.92 

8.89 

712,81 

695.03 

6/1.94 

627.648 

665.908 

1.975 

0.269 

40 

612.30 

10.12 

622.42 

602.18 

897.15 

i_ . . _ 

854.625 

917.703 

1.896 

-0.916 

.. 

50 

541.78 

11.70 

553.48 

530.08 

1119.13 

1091.038 

1186.149 

1.252 

-2.988 

60 

482.83 

10.87 

493.70 

471.96 

1343.73 

1350.831 

1459.723 

-0.316 

-5.171 

70 

456.36 

14.19 

470.55 

442.17 

1571.23 

1467.069 

1622.636 

4.644 

-2.292 

80 

413.31 

12.28 

425.59 

401.03 

1795.55 

1720.557 

1875.680 

3.343 

•3.572 

90 

378.43 

11.37 

389.80 

367.06 

2016.85 

1950.781 

2111.229 

2.945 

-4.208 

95 

370.21 

8.49 

378.70 

381.72 

2119.03 

2027.676 

2150.582 

4.073 

-1.407 
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regression solution, the average mass % error bassed on standard 
deviation of mode count from the 0 thru 50% LOX loading is 

0.685% and from the 0 thru 100% LOX loading it is 1.81%. 

Similarly, in the case of the single-segment non-linear regression 
solution, the average mass % error based on standard deviation of 
mode count from the 0 thru 50% LOX loading is 0.988% and from 
the 0 thru 100% LOX loading it is 1.91%. Plots of each respective ±a 
error are shown in Figures 2-19 and 2-20. 

2.4.2.6 DATA DISTRIBUTION The question of the distribution of the mode counts at each fill level 

TEST during the dynamic LOX orientation testing has been examined by 

application of the Kolmogorov-Smirnov tests for normal distribution 
and uniformity. Table 2-19 summarizes the results of the 
Kolmogorov-Smirnov tests for normal distribution and uniformity at 
each incremental level of LOX. It is significant to note that the data 
does approach a normal distribution. (Testing for a bivariate normal 
is non applicable, since mode count is univariate statistic.) It is also 
noted that the distribution is not uniform in the statistical sense. 


TABLE 2-19 

KOLMOGOROV-SMIRNOV TEST FOR 
NORMAL DISTRIBUTION AND UNIFORMITY 
(DYNAMIC LOX ORIENTATION DATA) 



TEST FOR NORMAL 

TEST FOR UNIFORMITY 

% 

TEST 

P(ACCPT/ 

TEST 

P(ACCPT/ 

LOADING 

STATISTIC 

NULL TRUE) 

STATISTIC 

NULL TRUE) 

95 

0.68845 

0.7304E00 

1.35405 

0.511 IE-01 

90 

0.65102 

0.7904E00 

1.90000 

0.1464E-02 

80 

0.61244 

0.8474E00 

2.30648 

0.4786E04 

70 

0.56843 

0.9031 EOO 

2.43134 

0.1466E-04 

60 

0.55123 

0.9216E00 

2.29148 

0.5496E-04 

50 

0.74718 

0.6319EOO 

3.05324 

O.OOOOEOO 

40 

0.63296 

0.8179E00 

2.43019 

0.1478E-04 

30 

1.05544 

0.2152E00 

1.20769 

0.1082E00 

20 

0.74958 

0.6279E00 

3.10000 

O.OOOOEOO 

10 

0.82460 

0.5047E00 

2.03158 

0.5201 E-03 

5 

0.68440 

0.7370E00 

1.32295 

0.6037E-01 

0 

C.67532 

0.751 8EOO 

1.72866 

0.5075E-02 
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2A.2.7 COMPUTER GENERATED Computer plots of the data from the Tebruary 3, 1975, LOX tests 
PLOTS have been made of the following: 

• Frequency of occurence vs. mode count at each mass increment 
(DYNAMIC). 

• Mode count vs. orientation angle at each mass increment 
(DYNAMIC). 

• Frequency of occurence vs. mode count at each mass increment 
(STATIC). 

• Mode count vs. orientation arigle at each mass increment 
(STATIC). 


These plots are presented in Appendix B of this report. 

2.4.2.S SUMMARY - LOX TEST From the data obtained with LOX using the Breadboard RF mode 
RESULTS, FEBRUARY 3, counting system, the following was observed; 

1975 

• The mean mode count vs. mass loading response was the 
characteristic non-linear function anticipated with LOX. 

• The average mass error using a multi-segment polynomial 
equation of calculated mass knowing mean mode count was 
0.1860 percent of full scale. 

• Calculations of mass error based on the standard deviation of 
mode count distribution at each increment of mass and using a 
multi-segment polynomial equation to caicijiate mass, resulted 
in an average mass percent error from 0 thru 50% LOX loadings 
of C.685% and from 0 thru 100% l.OX loading of 1.81%. 

• A single-segment polynomial equation could be used to define 
the loading response curve. The average mass error using this 
polynomial equation to calculate mass knowing mean mode 
count was 0.8576 percent of full scale. 

• Calculations of mass error based on the standard deviation of 
mode count distribution at each increment of mass, and using a 
single-segment polynomial to calculate mass, resulted in an 
average mass percent error from 0 thru 50% LOX loadings of 
0.988% and from 0 thru 100% LOX loadings of 1.91%. 


48 


( 

. 1 


J 


i 


I 






Iwtrumtt t mai 
Uftt Support 
Oivi «k >fi 


• It is significant to note that the distribution of the mode count 
data at e'sh fill level during dyt^amic LOX orientation testing 
does approach a statistical normal distribution. 

Based on these resuics, the following can be concluded; 

• The gauging response with LOX fits a non-linear polynomial 
function as predicted. 

• The FebruJ>ry 3, 1075 LOX testing again demonstrated the 
credibility of the RF gauging technique as applied to LOX. 

2.5 LIQUID OXYGEN TESTS- To supplement the February 3, 1975 LOX loading and orientation 

FEBRUARY 10, 1975 tests a second set of LOX tests were performed, wherein basic test 

parameter were left unchanged except for the RF sweep speed. This 
was slowed down from 30 milliseconds to 300 milliseconds. The R C 
time constants in the RF mode-counting processor were adjusted to 
permit the processing of the resultirig lower frequency mode pattern. 

2.5.1 LOX TEST PROCEDURES Test procedures for the February 10, 1975 LOX testing were 

identical to those of February 3, 1975, as defined in section 2.4.1. It 
included a loading to approximately 95% and both static and 
dynamic orientation testing at incremental LOX mass loading. 

2.5.2 LOX TEST RESULTS 

2.5.2. 1 WEIGHT As in the previous tests, to establish the mass of LOX in the test tank 

DETERMINATION during each incremental loading and orientation test, it was necessary 

to subtract out the tare weight measured with the tank completely 
empty and the fill liose disconnected. Table 2-20 summarizes the 
actual LOX weight increments at which the orientation tests were 
performed. 
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TABLE 2-20 

ACTUAL MAS3 LOADING (LOX) 



2.5.2.2 ORIENTATION DATA - The mean mode count obtained for all orientations at each 
U I'NAMIC incremental mass loading is summarized in Table 2-21. Figure 2-21 

contains a plot of the mean mode count versus percent loading of 
LOX. It is noted when compared to Figure 2-18, that the detected 
mode count is lower at the empty and low LOX quantities since a 
majority of the mode ringing was eliminated by going to a slower 
sweep speed. However, with the readjustment of the R-C tin.’ 
constants *n the mode processor, a higher detected mode count was 
obtained as the LOX mass loading approached the full tank. The net 
result was a loading curve whose sensitivity (A modes/A mass) was 
smaller than that of the February 3, 1975 LOX tests. 


50 



1 













TABLE 2-21 

MEAN MODE COUNT AND ACTUAL MASS 
AT INCREMENTAL LOADINGS OF LOX 
LOX TESTS - FEBRUARY 10, 1975 


APPROX. 

% 

LOADING 

ACTUAL 

MASS 

(POUNDS) 

MEAN 

MODE 

COUNT 

95 

473.20 

2167.14 

90 

487.70 

1975.68 

80 

514.87 

1793.62 

70 

555.42 

1572.74 

60 

599.49 

1346.58 

50 

655.22 

1121.72 

40 

720.20 

895.00 

30 

811.90 

670.92 

20 

941.03 

444.32 

10 

1119.66 

224.66 

5 

1257.54 

112.44 

0 

1501.82 

3.30 


2.S.2.3 MULTI-SEGMENT NON- Using the average mode count data obtained during the dynamic 
LINEAR REGRESSION orientation testing in conjunction with the measured actual mass 

FIT (DYNAMIC) figures for each incremental loading of LOX, a be:t fit non-linear 

regression curve was calculated, For comparative purposes, the data 
wras first fitted to a multi-segmented non-linear regression curve. 
Table 2-22 lists the polynominal coefficients for each respective 
segment, and Table 2-23 contains a summary of this segmented 
polynomial fit, illustrating mass error based on use of the 
polynomial. 
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TABLE 2-22 

POLYNOMIAL COEFFICIENTS FOR SEGMENTED FIT 
TO LOX DYNAMIC TEST DATA - FEBRUARY 10-12, 1975 


Segment 

Mass Range (Lbs) 

% 

-- 


h 

h 

^^4 

1 

0 - 670.92 

3667.25 

- 5.48169 

0.2169E-02 

0.2088E-06 

0.0703E-09 

II 

670.92-1572.74 

6825.79 

-14.1089 

0.906E-02 

-0.125E-05 

— 

III 

1572.74-2167.14 

20455.2 

1 

-70.2051 

0.748E-01 

-0.1729E-04 

— 


TABLE 2-23 


SUMMARY OF MULTI-SEGMENT POLYNOMIAL FIT 
(DYNAMIC LOX DATA - FEB. 10-12, 1975) 


SEGMENT 

MODES (AVG) 

ACTUAL MASS 
(LBS) 

'""1 

CALCULATED MASS 
(LBS) 



% ERROR 
OF POINT 

% ERROR 
OF FULL SCALE 


1501.82 

3.3 

3.27393 

0.796 

0.0012 

1 

1257.54 

112.44 

112.785 

-0.306 

0.0154 


1119.66 

224.66 

223.890 

0.344 

0.0344 


941.03 

444.32 

445.132 

-0.182 

0.0362 


811.90 

670.92 

671.217 

-0.0442 

0.0132 

II 

720.20 

895.000 

895.052 

-0.00578 

0.0023 


655.22 

1121.72 

1117.94 

0.338 

0.1685 


599.49 

1346.58 

1353.36 

-0.501 

0.3023 


555.42 

1572.74 

1575.58 

•0.180 

0.1266 

III 

514.87 

1793.62 

1778.66 

0.841 

0.1266 


487.7 

1975.68 

2002.77 

-1.35 

1.2077 


473.20 

2167.14 

2152.16 

0.696 

0.6678 

AVERAGE 

0.2702 


53 

















! 


PudlUJ 

UtaScjpport 

OkvWon 


i 


i 


.1 


2. 5.2.4 SINGLE-SEGMENT The same data was also fitted to a single segment polynomial. The 

NON-LINEAR coefficients of this polynomial are: 

REGRESSION FIT 

(Df’NAMIC) /Jq"' “'0304.1 

= -30.8922 
|32 = 0.379101 E-01 
|S3 = -0.216717E-04 
^4»0.471736E-08. 

A summary of this polynomial fit is given in Table 2-24. The 
coefficient of correlation for this polynomial fit is 0.999606. 

2.5.2. 5 SUMM.ARY — LOX TEST From the data obtained with LOX using the breadboard RF mode 

RESULTS, FEBRUARY counting system, the following was observed during the February 10, 

10,1975 1975 LOX tests: 

• Changing the RF sweep speed and R-C time constants in the 
mode count processor will, as expected, affect the detected RF 
mode count. Optimization of these parameters is important. 

• The average mass error (of full scale) using a best-fit 

multi-segment polynomial equation to calculated mass knowing 
mean node count was 0.2702 percent. 

• The average mass error (of full scale) using a best-fit 

single-segment polynomial equation to calculate mass knowing 
mean mode count was 0.5790 percent. 
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3.0 EMPTY TANK ORIENTATION In the March 1974, LH 2 tests, it was noted that the RF system 

SENSITIVITY output exhibited some sensitivity to orientation of the test tank even 

when the tank was completely empty. This indicated that either the 
breadboarded RF signal processing electronics, the RF sweep 
oscillator, or the test tank was causing the variations. An 
examination of each of these parts of the test system was then 
conducted to ascertain the cause and to eliminate it. 

3.1 CAUSE OF EMPTY TANK Initial examination and test of the RF signal processing electronics 
ORIENTATION SENSITIVITY and RF sweep generator indicated both were not significantly 

sensitive to orientation position. Orientation tests were then 
performed with the empty test tank utilizing the output of each 
respective RF probe element of the multi-element probe assembly, 
and also with all four probe elements operating sequentially. In each 
case, the test tank was pressurized with 0, 10, 20 and finally 30 psig 
using N 2 gas. X-Y plots of mode count versus angular position of the 
test tank for each combination are shown in Figures 3-1 thru 3-5. 
From these plots it was evident that; 

• The mode count decreased when the taiik was pressurized for 
all angles of orientation. 

• For individual antennas there was a variance in mode count for 
different angles of orientation, 

• In each plot it can be seen that the mode count dropped 
drastically when the tank was pressurized to 30 psi and the 
orientation angle was approximately +90°. This position 
corresponds to the probe assembly and hatch of the tank being 
straight up. 

• There was also a marked drop in mode count at an orientation 
angle of -90° \when the tank was pressurized to 30 psi. 

Observations of the mode pattern as the test tank was pressurized 
indicated that the modes tended to merge together as pressure was 
applied. This indicated that the Q of the system was apparently 
decreasing as pr.:ssure was applied. An illustration of a segment of 
the mode pattern under conditions of 0 psig and 30 psig is shown in 
Figure 3-6. 
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From 0 PSIG 


To 30 PSIG 

Figure 3-6 

MODE PATTERN CHANGE WITH LOW PRESSURE 

From these results it was apparent that the problem was due to 
mechanical changes in the antenna structure or in the tank itself. To 
ascertain the nature of this problem, it was necessary to release the 
vacuum between the inner pressure vessel and the outer ' isel, and to 
remove the outer vessel access cover (P/N 1626829). At. .\-Y plot of 
the RF mode count vs. orientation without the cover was made. The 
tank was oriented back and forth while pressurized with various 
increments of pressure ranging from 0 to 30 psig. Nitrogen gas was 
used as a pressurant. F.ctre 3-7 shows the test results, indicating a 
variation in mode count of up to 50 modes out of 1360 modes 
nominal for the empty tank. 

Since the variation in mode count could be induced by pressurization 
of the tank, it was suspected that tric oressure vessel closure and 
probe assembly P/N 1627189 (Figure 3-8) was n.cvlnj relative to the 
pressure vessel fitting P/N 1626821 (Figure 3-9). Since the antenna 
elements are all mounted on the pressure vessel closure and probe 
assembly, the density of RF surface currents is relatively high in the 
areas around the mating threads of the closure. An opening or closing 
of the gap between mating threads as pressure was applied or 
removed could change the effective resistivity at the threaded area, 
and hence change the Q of the tank. This would appear as a change 
in the mode count. To verify if the threaded closure was indeed the 
problem, two tests were performed. The first involved the 
pressurization of the test tank *rom 0 to 45 psig while in a vertical 
position as shown in Figure 3-10. Figure 3-11 shows an X-Y plot of 
RF mode count vs. pressure. Note that the total excursion in mode 
count was approximately 75 modes. The same test was then repeated 
but in this case an external forc» was applied to the center of the 
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pressure vessel closure end probe assembly P/N 1627189. Applying a 
sufficient outside force at this position should tend to partially 
restrict motion due to changes in pressure. Figure 3-12 shows the 
fixture v\^ich was used to apply the outside counter-force. This 
fixture consisted of a donut shaped spacer and a thick plate cover 
which were bolted to the outer vessel hatch. In the center of the flat 
plate a large bolt was screwed into a mating threaded hole. Figure 
3-13 shows the fixture mounted on the tank. The counter-force was 
applied by advancing the volt. Figure 3-14 shows the X-Y plot of the 
RF mode count vs. pressure with the fixture in place. In this case the 
mod'> count changed by only 30 modes. These test results indicate 
that the empty tank orientation and pressurization problem was 
indeed d le to a relative movement between the mating threads of the 
access hatch of the pressure vessel. 

3.2 CRYOGENIC TANK Since pressure variations and orientation of the test tank are a 

RE-WORK normal part of the testing witn cryogens. an attempt was made to 

correct the empty tank orientation sensitivity problem by 
elimination of the threaded fitting. First the pressure vessel closure 
and probe assembly, P/N 1627189, was removed from the test tank 
and altered by removing the threaded section. Then the pressure 
vessel fitting, P/N 1626821, was altered by machining its threads off. 
Adapter rings were fabricated and used to adapt and secure the probe 
structure to the pressure vessel by welding. Figure 3-15 shows the 
adapter rings and probe assembly. The inner ring was bolted to the 
probe assembly, then inner ring, and finally the assembly was welded 
to the pressure vessel fitting. The welded vessel closure and probe 
asserqbly is shown in Figure 3-16. The cooling tube shown in Figure 
3-16 was used to keep ia back part of the fitting cool enough to 
prevent damage to the nylon suspension straps. 

An X-Y plot of the RF mode count vs. orientation without the outer 
cover was made. The tank was oriented back and forth while 
pressurized with various increments of pressure ranging from 0 to 45 
psig. Nitrogen gas was used as a pressurant. Figure 3-17 shows the 
test results, indicating a variation in mode count of only 15 modes 
cut of 1392 modes, nominal for the empty tank, and approaches the 
variance in mode count attributed to variations in RF sweep 
oscillator and mode processing accuracy. This compares to a 
variation of approximately 75 modes noted prior to this 
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FIXTURE FOR PRESSURE TEST 
Figure 3-12 


Figure 3-13 
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Figure 3-15 

ADAPTER RINGS AND PROBE ASSEMBLY 

modification. 

To further demonstrate the improvement made by modification, two 
other tests were performed. The first involved the pressurization of 
the test tank from 0 to 50 psig while in a vertical position. The 
results are shown in the X-Y plot of RF mode count vs. pressure of 
Figure 3-18. Note that the total excursion in mode count was 
approximately 13 modes. The second test was the same as the first 
except pressurization of the test tank was from 0 to 100 lbs. as 
shown in Figure 3-19. Note that the total excursion in mode count 
was approximately 18 modes. This represents a significant 
improvement over the magnitude of variations seen prior to the 
modification. After leak checking the welded areas the outer vessel 
hatch cover was replaced and the space between the inner pressure 
vessel and the outer vacuum shield was evacuated in preparation for 
the January 3, 1975 LH 2 tests. 

3.3 CONCLUSIONS FROM EMPTY The problems experienced with the empty cryogenic test tank 
TANK ORIENTATION involving a large mode count variance with pressure or orientation 

SENSITIVITY EVALUATION was attributed to the effects of intermittent contacts in the threaded 
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joint used to secure the probe structure at the pressure vessel access 
hatch. Since the size of the threaded joint (diameter of 0.296 meter) 
in relation to the size of the pressure vessel (diameter of 0.914 
meter) was significant, the presence of the intermittent joint was 
very detrimental to gauging system performance as noted by 
sensitivity to pressure and orientation. The basic premise of a cavity 
whose dimensions are very large compared with the largest 
wavelength leads to the conclusion that changes of cavity shape or 
position of internal objects that do not alter the net volume of the 
cavity cannot affect the mode count. Therefore, rigidity (of a probe 
and the like) should not have to be maintained, in principle. Any 
detrimental effects caused by relative motion between parts such as 
the large threaded sections which were used to secure the probe 
assembly in the cryogenic test tank would be caused by the effects of 
the intermittent nature of the contacts of the mating threaded parts. 
Threaded joints are quite Icssy at microwave freouencies, and even 
when the fit appears tight, contact may be occurring at a few well 
separated points. From this the following is concluded: 

• Threaded joints should categorically be avoided unless the 
circumference of one turn of the thread is a very small fraction 
of the smallest wavelength. 

• When access hatches are necessary, a "biting edge" contact 
design, with pressure applied ct a multiplicity of points, is 
recommended. 

• The rework of tne cryogenic test tank did eliminate a majority 
of the empty tank orientation sensitivity problem. The 
magnitude of the mode count variations after rework ot the 
tank was considered acceptable. Due to the physical complexity 
of the cryogenic test tank, further efforts to reduce sensitivity 
were not presently considered feasible. 
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4 0 CONFIGURATION, To provide an additional understanding of the need for multiple Rr 

MULTIPLE ANTENNA, probe elementr in conjunction with internal tank perturbations, a 

AND PRESSURE small cylindrical tank with protruding hemispherical ends, and a 

EVALUATIONS small spherical tank were fabricated and tested with RP-1 as a test 

fluid. The spherical tank was diso used to test for the effects of 
pressure on the RF gauging system. The following paragraphs 
describe the test hardware, procedures, and results obtained in these 
tests. 

• i CYLINDRICAL TANK To evaluate internal perturbation effects, it was necessary to 

EVALUATIONS fabricate a simple non-cryogenic test tank in which full access to its 

interior would be possible since modifications, i.e., the addition of 
perturbations would be rcqu."ed. As a result, the tank was designed 
to split into two sections. Sealing to contain liquid at pressure 
ranging from 0 • 20 psig was accomplished by the use of a neoprene 
0-ring type seal that circumscribed the entire diameter of the tank. A 
shallow “biting" edge was incorporated in the mating flanges that 
retained the 0-r'ng to assure that the inner surfaces of the tank would 
maintain good electrical continuity at the separation point. The tank 
has an internal volume of 0.8724 cubic meters (230.5 gallons). Small 
threaded bosses -o accomodate the RP-1 fill and vent lines, and up to 
four RF probe e sments were incorporated in th? tank walls Figure 
4-1 is a photo of one of the monopole probes used during the tests. 
This monopoie has a teflon radome approximately 4.5 inches long 
and reaches into the tank a maximum of 7.0 inches. Also used were 
two loop probes. The loop probes were dimensionally the same as 
the monopoles, the r .ily differences being the shape of the respective 
radiating elements inside the teflon radorne. 

Figure 4-2 and 4-3 show the completed test tank as adapted to the 
gimballing fixture that was used with the Phase ' cryogenic test 
tank. 

Testing with the cylindrical tank involved: 

• Empty tank evaluations with no internal perturbations. 

• RP-1 evaluations with no internal perturbations 

• F.mpiy tank evaluations with internal perturbations. 
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4.1.1 STRIP CH,^RT DATA 



Figure 4-3 

CYLINDRICAL RP-1 TEST TANK 


• RP'1 evaluations with internal perturbations. 

For the tests involvinq the tank configuration that included internal 
perturbations, a number of Vp-inch diameter aluminum rods were 
randomly placed in each half of the test cavity as illustrated by one 
of the halves shown in Figure 4-4. 

The following paragraphs summarize the tests performed with the 
cylindrical test tank. 

As a part of the multi-probe evalurjon, a senes of stnp chart 
recordings of the resonant characteristics of the 33 inch diameter 
cylindrical tank were taken with various combinations of monopole 
and loop probe elements. These tests were conducted with the 
cylindrical tank configured without and with internal pertui [nations. 
During the testing the unused probe ports in the tank were plugged, 
and when a strip chart recording of a resonant mode pattern was 
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Figure 4-4 

PERTURBATIONS IN CYLIDRICAL RP-1 
TEST TANK 


taken from a given IF probe, other RF probes were terminated with 
short circuits to simulate a multiplexing arrangement which used , in 
diode switching. A hand count of a strip chart recording provided a 
precise indication of the number of resonant modes which were 
detectable and also provided a permanent recording of the nature of 
that mode pattern. Table 4-1 shows a summation of the mode count 
for each probe combination where perturbations were not present in 
the test tank, and the KF frequency was swept from 1.C to 2.0 GHz. 
The tank was compietely empty, it is noted that, in general, the 
monopole probes are more effective in that they couple lo a larger 
number of modes. Also, it is clear that as the number of probes in 
the tank increases, the lower the detectable member of modes. This 
reduction in the detectable mode count is a result of an additional 
lowering of the system Q with each additional RF probe (can be 
viewed as an additional effective parallel impedance added to the 
system). 

It was noted from the strip charts that the distribution of the modes 
with frequency appears more uniform as a larger number of probes is 
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placed in the tank, altho-;gh in general the higher the number of 
probes, the lower ine mode count. 


TABLE 4-1 

MODE COUNT FOR COMBINATIONS OF RF PROBES 
FROM STRIP CHART DATA, CYLINDRICAL TANK, 1.0-2.0 GHz 
NO PERTURBATIONS 


FROBE 

COMBINATION 

NUMBER 

STRIP CHART 
TmKEN FROM 
PORT #2 

PORT #1 

PORT #3 

PORT #4 

TYPE 

PROBE 

MODE 
1 COUNT 

1 

Monopole 

1386 

Plug 

Plug 

Plug 

2 

Monopcie 

1h14 

Mcnopck 

plug 

Plug 

3 

Monopole 

1372 

Monopole 

Monopole 

Plug 

4 

Monopole 

1354 

Monopole 

Monopole 

Monopole 

5 

Monopole 

1400 

Monopole 

Loop 

Loop 

6 

Loop 

1298 

Monopole 

Monopole 

Loop 

7 

Loop 

1300 

Plug 

Plug 

Plug 


A series of strip chart recordings of the resonant characteristics of 
the 33-inch diameter tank with perturbations were then taken with 
the same combinations of monopole and loop probes. In these tests, 
unused probe ports in th ; tank were again plugged, and when a strip 
chart recording of a resonant mode pattern was taken from a given 
RF probe, other RF probes were terminated with short circuits to 
simulate a multiplexing arrangement which used pin diode switching. 
A hand count of a strip chart recording was then performed. Table 
4-2 shows the mode counts obtained fo*’ each combination where the 
RF was swept from 1.0 to 2.0 GHz. The tank did not contain any 
RP-1. It was noted that the nou^ count was higher since the addition 
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of the perturbations. It was reasoned that the addition of the 
perturbations "b'ought out" many of the degenerate modes such 
that they could be counted. This seems to be the case as noted from 
the overall distribution of modes recc"ded o.i the strip charts. In the 
unperturbed cases, the frequency distributions of modes are seen to 
be concentrated in groups or clusters. In the perturbed case the 
frequency distribution is seen to be more uniform, and it is also 
noted that as the number of probes in the tank increases, the number 
of detectable modes decreases. 


TABLE i 2 


MODE COUNT FOR COMBINATIONS OF RF PROBES FROM STRIP 
CHART DATA, C''UivDRICAL TANK WITH PERTURBATIONS, 
1.0-2.0GHZ WITH PERTURBATIONS 


PROBE 

COMBINATION 

NUMBER 

STRIP 

TAKEN FROM 
PORT #2 

PORT#1 

OORT #3 

PORT #4 

TYPE 

PROBE 

MODE 

COUNT 

1 

Monopole 

1664 

Plug 

Plug 

Plug 

2 

Monopole 

1566 

Monopole 

Plug 

Plug 

3 

Monopole 

1521 

Monopole 

Monopole 

Plug 

4 

Monopole 

1449 

Monopole 

Monopole 

Monopole 

5 

Monopole 

1483 

Monopole 

Loop 

Loop 

6 

Loop 

1443 

Monopole 

Monopole 

Loop 

7 

Loop 

1633 

Plug 

Plug 

Plug 
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4.1.2 Q MEASUREMENTS 


4.1. 2.1 Q MEASUREMENT 
TECHNIQUE 


To obtain a relative figure for the average quality factor of the 
number of modes were examined to determine the respective Q 
values. This was done for combinations of RF probes with the 
unperturbed tank and also using a monopole probe after the 
perturbations were added to the tank. 

The basic test setup used for determining Q is shown in Figure 4-5. A 
nelwork analyzer with a phase/gain indicator (HP 841 3A phase/gain 
indicator) is used in these measurements. 



REFL 
TEST 
UNIT 

T" 

TO ANT 
IN TANK 


REFL.I 

TEST 

UNIT 


i— 


h-tPAO: 


FREQUENCY 

COUNTER 


NETWC'^K 
ANALYZER 
W/841 3A 


Figure 4-5 

Q MEASUREMENT TEST SETUP 


The Q measurement approach is detailed in the following steps: 

1 ) Set frequency to area of interest. 

2) Place short on output of refl. test unit. 

3) Set 841 3A to 0 (center scale) on most sensitive range (3db) by 
varying amplitude controls of main frame. 
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4) Remove short and connect antenna to refl. test unit. 

5) Adjust the signal source thru resonance. (Resonance occurs at 
furthest left meter deflection). Note reading at resonance in 
DB; chis is Lq. 

6) Calculate pq (Resonant reflection coefficient) 


1 

pQ : • 

log-1 (.05 X Lq) 

7) Calculate Sq ^\/S^A/R at rennance) 


(18) 


(19) 


NOTE: To include the effect of coupling losses (probes, 
cables, etc.) on Q it is necessary to measure VSWR at 
points rerroved from resonance. 

8) Change generator freq. in either direction slightly until further 
change makes li+*le or no difference in meter reading. 

9) Note return loss OB at this point. This is L i . 

10) Calculate Pi = ^ . (20) 

log-"' (.05 Li) 

1 + Pi 

11) Calculates! =1 (21) 

I 1 - Pi 

12) The VSWR occuring at the half power (3 db) points is then 
calculated; 

(Sq+ 1)(Si + V,\/2 + v/(So‘1)2 (Si +1)2+(So+1)^(Si-1)2' 

■■ ■■ _ - - . _ 

(Sq+ 1)(Si +1)>/2 - v/"(^-1)2(Si+1)2+(So+1)^(Si-1)2 ' 

a - b 

NOTE: This equation is of the form'^7'^ 
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where; 


end 


a = (So+ 1)(Si f ^)y/T". 


b =\/(So-1)2(s|+ 1)2 + ($0+ 1)2(8, - 1)2 

13) Calculate py, = f.4- l . 

Sy, + 1 

14) Calculate Ly^ (Loss in DB at half power points) 


(23) 

(24) 

(25) 


log — 

P'/2 


Lv =• 


.05 


(26) 


15) Vary freq. either side of fg until meter reads Ly^. 

16) Record f , and f 2 » the frequencies where this occurs, 
then: 


Q, =• 


'0 


Af 


Qq= Ql 




(1 +So)(1 +S,) 
L2So + SoS, + 1. 
S, (1 +Sq) 


J 


where: 


Q|_ is the Q of complete system 


(27) 


(28) 


(29) 
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Qq is Q of everything in cavity 

Qqq is Q of cavity excluding coupling loses. 

This procedure was applied to the empty test tank under three 
separate configureations: 

• First, measuring Q at port number 4 which contained a 
monopole PF probe; the other three ports contained monopole 
RF probes with open circuited output. 

• Second, measuring Q at port number 2 which contained a 
monopole RF probe; each of the other ports was plugged. 

• Finally, measuring Q at port number 2 which contained a loop 
RF prob' each of the other ports contained a monopole RF 
probe with open circuited outputs. 

4.1. 2.2 Q MEASUREMENT Table 4-3 summarizes the Q measurement results for the 

RESULTS un-perturhed tank at selected frequencies using the outlined Q 

measurement technique along with several measurements using the 
impedance technique previously used. It is seen that there is a fair 
agreement between the two Q measurement techniques. It is noted 
that the average System Q of Configuration III (loop type probe) is 
lower than that of Configuration I (monopole type probe). 

To obtain a relative figure for the average quality factor of the 
cylindrical test tank containing the aluminum perturbations, a 
number of modes were examined to determine the respective Q 
values. The measurement technique was the same as used when 
measurements were taken without the perturbations. Measurements 
were taken at port number 2 which contained a monopole RF probe; 
each of the other ports was plugged. Table 4-4 summarizes the Q 
measurement results. 

In the first tests involving the single monopole probe and no 
perturbations in the tank, the average values for Q|_, Qq, and Qqt 
were 


Q|_ = 3.75x 10^ 


S6 



TABLE 4-3 

Q MEASUREMENT DATA - EMPTY CYLINDRICAL TANK - NO PERTURBATIONS 
(PHASE/GAIN APPROACH AND IMPEDANCE APPROACH TO Q MEASUREMENT) 


1 
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Qq = 5.18x 10^ 

Qqo= 1.13x 10^ 

From these measurements it is reasoned that i.ne addition of the 
aluminum rods in the cylindrical test tank did not reduce the average 
Q values. However, a word of caution is appropriate. Ideally, to 
establish the average values for Q|_, Qg. ‘’-nd Qqq one would like to 
measure a large number of modes. 

With the monopole probes, a majority of the modes are 
undercoupled, a numbe'" of them are overcoupled, and a few 
approach critical coupling. With the Q measurement technique used, 
the greatest accur? .v h obtained when measuring overcoupled 
modes. To make a large numbar of Q measurements and to include 
all three cases of coupling is not practical with the available 
equipment. As a result, these Q measurement results can be 
considered .-nly as 'relative" indications of Q. 


TABLE 4-4 

Q MEASUREMENT DATA ■ EMPTY CYLINDRICAL TANK 
(WITH PERTURBATIONS, SINGLE MONOPOLE PROBE) 


MODE FREQ, 
fg (GHz) 

SYSTEM Q 

Ql 

Q OF CAVITY 

Qo 

Q OF CAVITY ■ NO 
COUPLING LOSS Qgg 

1.763962 

1.23 X 10^ 

1.88 X .0^ 

2.23 X 10^ 

1.7665059 

1.18 X 10^ 

1.41 X 10^ 

5.10 X 10^ 

1.911863 

5.17 X 10"* 

6.83 X 10^ 

1.36 X 10^ 

1.913077 

8.70 X 10^ 

1.05 X 10^ 

1.55 X 10® 

1.9142262 

5.17 X 10"^ 

6.76 X 10^ 

1.00 X 10® 

1.964133 

1.23 X 10^ 

1.29 X 10^ 

7.51 X 10^ 

AVERAGES 

3.78 X 10^ 

4.78 X 10^ 

8.99 X 10^ 
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4.1.3 VSWR DATA As a further examination of the samplinc of the modes in the emptv 

cylindrical test tank, the VSWR at resonance and far from resonance 
can be examined. Table 4-5 summarizes the VSWR data taken for 
several resonant modes, as obtained in the unperturbed cylindrical 
tank. It is noted that for each configuration the coupling loss factor 
is similar and that in general the average is 0.727. 

Likewise, for the cylindrical test tank after the aluminum 
perturbations were add"d, at a number of resonant modes, the 
VSWR at resonance and far from resonance was examined using a 
single monopole probe. Table 4-6 summarizes this data. It is noted 
that the average coupling loss factor is 0.752. The a' erage for the 
single monopole without perturbation in the tank was 0.709, which 
is not significantly different considering the size of the sample and 
the fact that it is not possible to be 100% certain that the identical 
modes were measured. 

4.1.4 RP-1 FUEL PROPERTIES The available RP-1 ^or performing tests was found to te 

contaminated with water and small solid particles. As a result, the 
barrels of RP-1 were set aside to permit the bulk of water and heavy 
particles to settle to the bottom. The RP-1 was then siphoned off 
and continuously cycled through filtering and drying equipment. 
After completion of this cleaning process, measurement of the 
dielectric constant and tire loss tangent of the RP-1 was made to 
assure that the water and other ^.untamination were indeed leinoved. 

In order to o 'tain the dielectric constant e', the real part of the 
complex permittivity, and the loss tangent 6, the ratio of the 
imaginary and real parts of the complex permittivity of a .iuid, the 
experimental setup shown in Figure 4-6 is used to measure the 
following parameters: 

fQEmpty - Resonant frequency of the empty cavity 

fQFull - Resonant frequency of the cavity when 

filled with the liquid under test 

f ^ Full • Lower Half-power frequency of the cavity 
when filled with the liquid under test 
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TABLE 4 5 

VSWR READINGS FOR EMPTY CYLINDRICAL TANK 
(NO PERTURBATIONS) 


CONFIGURATION 

FREQUENCY 
fo (GH,) 

VSWR AT 

RESONANCE 

(Sq) 

VSWR FAR 
FROM RESONANCE 

(?l) 

COUPLING LOSS FACTOR 
Sf,(1 +Si) 

Si(1 rSj) 

1. MONOPOLE, 

1.577042 

1.51 

8.72 

.671 

MULTIPLE 

1. ‘>79690 

1.76 

5.85 

.747 


1.583620 

3.44 

8.72 

.864 

11. MONOPOLE. 

.560025 

6.05 

34.8 

.883 

SINGLE 

.681072 

2.10 

34.8 

.697 


.908717 

1.87 

15.8 

.693 


1.764474 

1.11 

5.0 

.631 


1.910966 

1.58 

4.0o 

.764 


1.914770 

1.17 

4.42 

.661 


1.963161 

1.50 

17.4 

.634 

III. LOOP, 

1.143397 

— 

21.7 

.633 

MULTIPLE 

1.514971 


21.7 

.865 


1.881530 


13.4 

.707 


TABLE 4-6 

VSWR HEADINGS FOR EMPTY CYLINDRICAL TANK 
(WITH PERTURBATIONS) 


MODE FREQ 
fo (GHz) 

VSWR AT 

RESONANCE 

(So) 

VSWR FAR 

FROM RESONANCE 

(S^) 

COUPLING LOSS FACTOR 

Sn(1 + Si) 

Si (1 + So> 

.963645 

1.92 

34.7 

.676 


1.09 

6.49 

.602 

1.7665059 

3.57 

•|7.3 

.826 

1.911663 

1.92 

9.18 

.729 

1.913077 

1.38 

3.00 

.773 

1.9142262 

1.38 

4.42 

.711 

1.964133 

5.77 

9.18 

.945 

Average Coupling Loss Factor 

.752 


to 


d 
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f 2 Full • upper Half-power frequency of the cavity 
when filled with the liquid 

VSWR - Voltage standing wave ratio of filled 
cavity input port 

The dielectric constant e' is obtained directly fron) the equation; 

f \ 2 

foEmpty \ 
foFull j 

The loss tangent is defined as; 


1 

] 

:i 


; } 


Tan8 




where 


e' is the real part of the complex permittivity or 
dielectric of a fluid 

e" is the imaginary part of the complex permittivity 


Qq is the selectivity factor of the filled cavity 

The selectivity factor Qq is obtained from the cavity loaded Q or 
ratio of total reactance to total loss obtained ^rom the relationship: 

foFull 

fjFull-f^Full 

and the VSWR of the filled cavity from: 


Q 0 «Q,_ 1 + 


VSWR, 


•' i I , 


. f . 


y| 

ul 


Ci-Z- 
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Table 4-7 shows the frfsquency and VSWR data taken with samples 
of RP-1 from each barrel, and Table 4-8 summarizes the results for e' 
and the Loss Tangent. These readings are quite close to previous data 
taken for RP-1, indicating that the RP-1 is relatively pure, and more 
importantly, defined. 

4.1.5 RP-1 TEST RESULTS WITH The cylindrical test tank was placed in the test cell as illustrated in 
CYLINDRICAL TEST TANK Figure 4-7. It is positioned on a load cell platform to permit an 

accurate determination of RP-1 weight during testing. The data 
acquisition system and orientation controls used during the 
cryogenic testing were adapted to the RP-1 test setup. Data was 
recorded automatically on IBM cards. The RP-1 fluid handling 
system consisted of a reservoir tank, heater, heat exchanger, motor 
and pump, interconnecting plumbing, and various manual and 
elect.-ically activated valves. The RP-1 reservoir tank was contained in 
an insulated shelter to isolate the RP-1 from the outside ambient 
temperature. Figure 4-8 shows the RP-1 reservoir tank with heat 
exchanger secured to its side. Also shown is the motor and pump 
used in the transfer of the RP-1 between the reservoir tank and the 
test tank. Figure 4-9 shows the heater and air ducting used to supply 
heat to the heat exchanger. When cooling is necessary, a I.N 2 supply 
is utilized iiistead of the heater. 

Using the 1. 0-2.0 GHz RF band with the RP-1 oyilndrical test tank, 
the following combinations of tank configuration and probe 
configurations were tested. 

• 4 Monopole probe elements, no perturbations. 

• 1 Monopole probe element, no perturbations. 

• 2 Monopole and 2 Loop probe elements, no perturbations. 

• 4 Monopole probe elements, with perturbations. 

• 1 Monopole probe element, with perturbations. 

• 2 Monopole and 2 Loop probe elements, with perturbationi. 

For each of the six test configurations the following data was 
obtained: 
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TABLE 4-7 

VSWR DATA FOR RP-1 


fo 

o 

X 

N 

(GH 2 I 

VSWR 

POWER 

METER 

COMMENTS 

t 96900P 

1 968821 

1 969297 

195 

0 03MW 


1969071 

1.968826 

1 969296 




1 969068 

1.968822 

1.969284 



J Empty T»iik) 

1.969072 

1 968819 

1.969299 




1.969075 

1968826 

1 969297 




1 969075 

1 968823 

1.969295 



Avtfi9» 

1 366652 

1.366781 

1.367961 

68 

6dbm 

Run No 1 

1 366661 

1.386736 

1.367971 



No. 1 btrrti 

1 366657 

' 3K770 

1.367976 




1.366659 

1 386776 

1.367974 




1 366656 

1 365772 

1.367977 




1 366655 

1.365777 

1 367976 



Avsrsge 

1 366407 

1 365260 

1 368072 

70 

4 2dbm 

Run No 2 

1 366424 

1 365259 

1 388079 



No 2 bsrret 

1 366441 

1 365259 

1 388078 




1 366443 

1 365265 

1 368085 




1 366331 

1 365774 

1 368098 




1 366410 

1 365263 

1 368062 



Aver«gp 

1 365971 

1 364402 

1 367316 

70 

4 3bdm 


1 36S02G 

1 3644.0 

1 367264 



Run No 3 

1 365944 

1 364413 

1.367323 



No 6 hsfrei 

1 366935 

1 364360 

1 367352 




1 365894 

1 364421 

1 367352 




1 365754 

1 364401 

1 367325 



Average 

1 364673 

1 363531 

1 366745 

65 

3 9dbm 

Run No 4 

1 364660 

1 363573 

1 366757 



No ? barrel 

1 364671 

1 363569 

1 366754 




1 364690 

1 363575 

1 366750 




1 364694 

1 363672 

1 366761 




1 364681 

1 363564 

1 366755 



Avenge 

365556 

1 364513 

; 1 367515 

6 7 

4 2dbm 


365540 

1 364524 

1.367530 



Run No 5 

1 365527 

1 364500 

1 387532 



No S barset 

1 365547 

1 364469 

1 367470 




1 365561 

1 364499 

1 367499 

! 




1 365546 

1 364501 

1 367509 



Average 

1 366184 

1 365106 

1 367977 

68 

4 2dbm 


1 366242 

1 365149 

1 367991 



Run No 6 

1 366193 

1 365098 

1 367980 



No 3 barrel 

1 366190 

1 365113 

1 367986 




1 366196 

1 365131 

1 367990 




1 366201 

1 365119 

1 267985 



Average 

1 366984 

1 366870 

1 368656 

65 

4 2dbm 

Run No 7 

1 366980 

1 365866 

1 366659 



''io 7 barrel 

1 366979 

1.365828 

1 3G8653 




1 366977 

1.366877 

1 368663 




1 366980 

1 365876 

1 368671 




1 366960 

1 365873 

1 368660 



Average 

1 363747 

1 362586 

1 365788 

68 

3 7dbm 

Run No 8 

1 363739 

1 362587 

1 365786 



No 1 barrel 

1 363734 

1 362690 

1 365789 



(rerun vample 2* 

1 3637B3 

1 362589 

1 365787 




1 363747 

1 362586 

1 365794 




1.363744 

1 362587 

1 365789 



Avar age 

1.365423 

1.364272 

1 367169 

60 

4 2dbm 

Run No 9 

1 365371 

1.364261 

1 367161 



No 1 btrral 

1 365366 

1.364258 

1 367137 



(rerun brit 

1 365333 

1.364262 

1 367148 



lamplel 

1 365377 

1.364257 

1 367148 




1.366374 

1.364262 

1 367163 



Average | 
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TABLE 4-8 

ELECTRICAL PROPERTIES OF RP-1 
RP CAVITY SETTING 20.8 


Barrel 

No. 

D 

TANS 

(10-3) 

a 

a 

i 1 o 

e (lO'^l 

— 

Comment 

1. 

2.07588 

1.24280 

621.770 

804.63 

2.57990 

'Sample 1 







cavity not full 

2. 

2.06434 

1.78812 

427.660 

559.246 

3.69120 


3. 

2.059741 

1.77094 

434.128 

561.814 

3.66621 


4. 

2.076625 

1.60463 

484.714 

623.196 

3.33214 


5. 

2.06172 

1.69506 

463.971 

589.948 

3.49474 


6. 

2.07861 

1.86519 

467.084 

600.530 

3.46000 


7. 

2.05742 

1.55908 

490.484 

641.400 

3.20768 


1, 

2.06223 

1.55805 

472.284 

629.710 

3.27492 

(Sample 1 rerun) 

1. 

2.06718 

1.81431 

425.904 

594.627 

3.48467 

(Sample No. 2) 







Except 

Average 

2.06598 

1.68305 

457.029 

594.627 

3.48467 

^barrel 1 







sample 1 

Theoretical 

2.08000 

1.60000 


i 

3.32000 
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• RP-1 loading data (IBM cards and analog X-Y plots of modes 
versus mass). 

© Dynamic orientation data at every 10% RP-1 mass increment 
from 100% thru 0%. Approximately 100 data frames were 
recorded directly on IBM cards at each 10% loading condition. 
(Approximately 1100 data frames per test configuration). 

• Static orientation data at 80% and 20% RP-1 loading 
increments. At each RP-1 loading, approximately 20 data 
frames were recorded for each tank position at angular 
increments of 45 degrees from 0-360 degrees, i.e., 
approximately 180 data frames at each loading. (Approximately 
360 data frames per configuration). 

Figures 4-10 thru 4-15 contain the X-Y plots of the analog RF system 
output versus the RP-1 mass obtained during the RP-1 loading tests 
with each of the six test configurations. The dynamic orientation 
data obtained during each of the six test configurations were 
analyzed by establishing for each mass loading; 

• Minimum mode count 

• Maximum mode count 

• Mean mode count 

• Variance in mode count 

• Standard deviation of mode count. 

Table 4-9 contains the results obtained with each of the three probe 
configurations using the uncluttered, unperturbed test tank. It is 
noted that the variance and standard deviation mode count at each 
mass % loading is clearly lower with the 4-monopole configuration. 
The probe configuration containing two monopoles and two loops 
clearly does not offer any significant advantage over a single 
monopole probe, even though the X-Y loading curves would seem to 
indicate that it might. In comparing the results, averages of the 
calculated standard deviations in mode count for each test 
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configuration confirms the conclusion that four monopole probes 
provide better gauging accuracy in a small tank that does not contain 
any perturbations. 

Table 4-10 contains the results obtained with each of the three probe 
configurations, after the aluminum rod perturbations were added to 
the test tank. Again it is noted that the 4-monopole probe 
configuration provides a lower variance and standard deviation in 
mode count, and that the 2-monopole & 2-loop probe configuration 
does not offer any advantage over the single monopole probe 
configuration. It is further noted that in comparing the results of 
Table 4-9 with those of Table 4-10, the variance and standard 
deviation is the lowest in the test configuration where four monopole 
probes were used and perturbations were added to the test tank. 
These results are consistent with the understanding of mode 
degeneracies. 

For tank configurations with symmetry about one or more axes, 
mode degeneracies exist, and the modes that can be counted tend to 
be grouped together and are fewer than the number that actually 
exist. In small tanks whose dimensions are only a few times greater 
than the smallest wavelength, introducing symmetry-destroying 
perturbations does tend to "break-up" the mode groupings and 
provide a more uniform distribution of the modes with frequency, 
and subsequently cause less variance in mode count. This is 
dramatically illustrated by the RP-1 loading curves shown in Figures 
4-11 and * 14, and by the calculated variances and standard 
deviations for the single monopole test configurations. With tanks 
wiiose dimensions are very large compared with the smallest 
wavelength, the situation is quite different. The mode density is very 
high and the spacing between most modes is small and relatively 
uniform. This was observed on the strip charts taken during some of 
the large tank tests in Phases A and B. Any perturbation capable of 
resolving a degeneracy by frequency shifting one of two modes 
would tend to shift it into superposition with some other nearby 
mode. As a result, solution of the "degeneracy problem" through 
deliberate introduction of deformations or other physical 
perturbations into a truly large cavity would probably be pointless. 

Table 4-11 provides a comparison of the dynamic and static RP-1 
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Probe Configuration 
2 Loop & 2 Monopole Elements 

d 

C/) 

0.94 

i 

% 

in 

16*9 

6.65 

7.75| 

9.53 

11.55 

12.83 

15.23 

5.93 

s 



Var 

00 

00 

d 

06'9l 

28.17 

47.79 

44.23 

60.04 

CO 

00 

d 

CD 

133.41 

164.56 

232.09 

35.17 

Average S.D. 

Mean 

52.73 

53.74 

61.55 

72.75 



90.74 

114.72 

153.99 

223.58 

361.42 

617.55 



1329.55 

a> 

o> 

c 

TO 

OC 

X 

TO 

2 

55 


74 

(O 

00 

103 

135 

177 

257 

389 

658 

1345 

c 

i 

50 

5 

50 

57 

CO 

94 

CM 

in 

Oi 

336 

571 

1314 

Probe Configuration 
1 Monopole Element 

S.D. 

8.49 

5.31 

5.89 

7.26 

8.54 

00 

CM 

d 

14.19 

CD 

r" 

20.86 

41.53 

11.26 

CD 

CO 

Var 

72.09 

28.20 

34.64 

52.66 

72.99 

105.61 

CO 

o 

CM 

259.68 

435.10 

00 

CM 

126.79 

Average S.D. 

Mean 

156.22 

168.07 

184.84 

209.50 

242.70 

o> 

CO 

00 

CM 

342.26 

428.86 

568.31 

d 

CM 

00 

2224.52 

Range 

X 

TO 

2 

LO 

180 

8 

231 

260 

303 

369 

459 

610 

CO 

00 

2258 

c 

i 

138 

150 

170 

189 

218 

255 

302 

387 

524 

725 

2203 

Probe Configuration 
4 Monopole Elements 


S.D. 

1.10 

3.24 

3.16 

4.26 

4.49 

5.10 

06 9 

9.41 

86*01 

12.22 

in 

00 

d 

5.97 

Var 

1.21 

10.47 

9.96 

00 

00 

CO 

d 

CM 

25.97 

34.77 

88.59 

120.63 

149.25 

34.27 



Average S.D. 

Mean 

77.97 

83.57 

94.61 

ml 

fmm 

131.30 

161.65 

202.40 

276.24 

413.97 

656.11 

1371.16 

8. 

QC 

X 

TO 

2 

CM 

00 

92 

105 

122 

142 

172 

219 

299 

445 

684 

1383 

c 

i 

76 

75 

87 

99 

118 

147 

19C 

257 

392 

614 

cd 

CO 

Mass 

% 

Loading 

8 

8 

I 80 

70 

1 60 

1 50 

40 

30 

20 

10 

o 

1 
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TABLE 4-10 

RANGE, MEAN, VARIANCE, AND STANDARD DEVIATION OF 
MODE COUNT DATA: RP-1 DYNAMIC ORIENTATION TESTS - CYLINDRICAL 
TEST TANK (WITH PERTURBATIONS) 


i 't 

! t 


</» 

c 

0) 

£ 
c.2> 
O UJ 
‘5 a> 

S.D. 

1.18 

5.57 

7.69 


7.84 

096 

8.30 

10.87 

11.77 

11.70 

5.02 

7.91 

Var 

1.39 

31.01 

59.11 

56.35 

61.53 

92.10 

68.82 

00 

138.42 

136.88 

25.18 

d 

cd 

Probe Configun 
2 Loop & 2 Monopo 

Mean 

62.64 

73.75 

o 

cd 

00 

92.65 

112.70 

CM 

CO 

191.17 

271.19 

416.33 

685.32 

1389.07 

s 

< 

8. 

C 

CO 

OC 

-J 

S 

s 

CN 

00 

s 

109 

CM 

CO 

,67 

204 

290 

449 

713 

1399 

c 

is 

s 

If) 



(O 

O) 

00 

O) 

115 

891 

00 

CM 

392 

650 

1378 

c c 

O Q} 

% E 
2 ^ 
2. UJ 

S.D. 

o 

cq 

5.59 

10.63 

10.33 

o 

d 

10.20 

8.45 

CD 

in 



8.14 

o 

cd 

6.23 



7.78 

Var 

2.37 

31.28 

112.94 

106.74 

114.44 

104.10 

71.41 

57.12 

66.22 

36.87 

38.83 

Average S.D. 

M= ® 

s 

3 o 

Eo 
o S 

Mean 

CM 

00 

Of) 

CM 

243.36 

264.68 

293.60 

326.23 

371.33 

CO 

CM 

514.04 

644.58 

CM 

00 

0) 

00 

00 

1776.33 

5: 

Q- 

1 Range 

X 

(0 

s 

224 

256 

281 



311 

349 



392 



449 

538 

099 

908 



1796 

c 

i 

217 

220 

PV 

cn 

CM 

274 

306 

353 

CM 

T— 



497 

626 

00 

00 

1765 

</) 

§ S 
£ 

2 cj 
S.UJ 

S.D. 

0.91 

3.47 

3.68 

3.77 

4.59 

4.54 

4.66 

6.00 

9.08 

9.78 

o 

00 

CO 



CD 

00 

Var 

0.83 

12.05 

13.52 

14.24 

21.09 

20.59 

21.69 

35.97 

82.46 



95.69 

14.44 

1 Average S.D. 

o 

cS % 

Eo 
o S 

Mean 

71.95 

81.64 

94.36 

110.04 

131.68 

163.12 

— 

CM 

00 

s 

CM 

287.63 

429.14 

96 069 

1433.33 

k. 

a. ^ 

8. 

g 

DC 

(0 

S 


0) 

00 

102 

OZl 

143 

176 

222 

302 

459 

720 

1443 

c 

is 

s 

CM 

in 

00 

CM 

O 

•— 

119 

150 

199 

274 

408 

670 

1425 

Mass 

% 

Loading 

100 

06 

80 

70 

60 

50 

40 


1 20 

o 

o 
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4.2 SPHERICAL TANK 
EVALUATIONS 


4.2.1 STRIP CHART DATA 



UtaSufipart 


orientation test data for each of the tank and probe configurations. 
It is seen that in general the variance and standard deviation of mode 
count data is lower in the case of dynamic orientation where the test 
fluid is in motion relative to the interior of the test tank. It is also 
noted that the mean mode count for both the dynamic and static 
orientation testing is in relatively close agreement, although in 
general the mean mode count obtained during the dynamic 
orientation is slightly lower than that obtained during the static 
orientation. This is attributed to the fact that the RF sweep speed 
during the dynamic tests was slow relative to the very rapid dynamic 
changes in the positioning of the RP-1 within the tank. Note that the 
differences in mean mode count for the 8T% mass loadings is smaller 
than for the 20% mass loadings. This follows from the fact that the 
motion of the liquid is much more restricted at the 80% mass 
loading. 

To provide additional configuration evaluations and a test vessel for 
RP-1 pressurization tests, a small spherical test tank was designed for 
use with RP-1. This tank has an internal diameter of 0.857 meters 
and a volume of 0.330 cubic meters. Figire 4-16 shows this tank 
mounted in the orientation test fixture. Since RP-1 pressure tests 
were to be performed in this tank, the two hemispherical half shells 
were welded together at the mating surfaces. Aluminum rod 
perturbations were placed in each hemisphere as shown in Figure 
4-17 just prior to welding together each half. The final configurations 
of RP probes used during the RP-1 tests included the same four 
monopole probes that were used during the cylindrical tank tests. 

Testing with the spherical tank included empty tank strip charts with 
various combinations of RF probes, loading and orientation tests, 
and pressurization tests. The following paragraphs describe this 
testing. 

An examination of strip charts with various combinations of 
monopole and loop probe elements was performed with the spherical 
test tank with an RF frequency band of 1.0 to 2.0 GHz. Table 4-12 
summarizes the mode count obtained for each probe combination. 
Again it is seen that as the number of probes increases, the detectable 
mode count decreases. The advantages of using multiple probes in 
terms of improved performance with orientation must be weighed 
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TABLE 4-11 

COMPARISON OF RANGE. MEAN, VARIANCE, AND STANDARD DEVIATION 
OF MODE COUNT DATA OBTAINED DURING STATIC AND 
DYNAMIC ORIENTATION: RP 1 CYLINDRICAL TEST TANK 


I I ' i 1 

I 1 

' t 

! 


Static Orientation | 

S.D. 

3.09 

CM 

4“ 

09*6 

17.60 


15.21 

2.33 

7.43 

14.86 

13.64 

66*9 

6.38 

W 

CO 

> 

S 

O) 

CO 

8 

90.31 

r* 

8 

CO 

51.41 

3 

cm‘ 

(D 

CM 

5.42 

55.19 

0> 

(D 

d 

CM 

CM 

96*981 

48.90 

40.65 

Mean 

96.23 

CD 

5 

m 

63.25 

CM 

o> 

(b 

in 

CO 

95.49 

(O 

CM 

d 

5 

cS 

00 

CO 

CM 

CO 

CO 

in 

CO 

85.34 

CO 

CO 

§ 


X 

<0 

S 

102 

in 

o 

CM 

o 

CO 

78 

00 

8 

101 

in 

5 

8 

8 

N. 

o> 

CO 

CM 

Min 

89 

386 

O 

536 


331 

06 

413 

236 

634 


395 

Dynamic Orientation 

S.D. 

3.16 

86 01 

5.89 

20.86 

5.31 

12.83 

3.68 

9.08 

10.63 

00 

7.69 

11.77 

Var. 

9.96 

120.63 

34.64 



435.10 

00 

CM 

164.56 

13.52 

82.46 

112.94 

CM 

CM 

8 

59.11 

138.42 

Mean 

94.61 

413.97 

184.84 

r— 

CO 

61.55 

CM 

tr- 

ee 

CO 

94.36 

2 

264.68 

s 

i 

01*98 

8 

(b 

f— 

1 

X 

(0 

s 

105 

445 

198 

o 

CD 

74 

§ 

CM 

O 

in 

281 

§ 

66 

O) 

5 

Min 

87 

392 

170 

524 

50 

336 

in 

00 

408 

237 

CO 

CM 

CD 

67 

392 

O) 

^ ,3 

80 

8 
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20 

80 

20 
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20 
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20 
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20 
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against the lower Q and subsequently lower mode count. From the 
evaluations with the cylindrical test tank it is clear that the 
advantages of using a multiple probe are significant enough to 
support its use. It is also noted that the loop probes do not offer any 
advantage over the monopole type probes. 


TABLE 4-12 

MODE COUNT FOR COMBINATIONS OF RF PROBES 
FROM STRIP CHART DATA, SPHERICAL TANK, 1. 0-2.0 GHz 


PROBE 

COMBINATION 

NUMBER 

STRIP CHART 
TAKEN FROM 
PORT #2 

PORT #1 

POP! #3 

PORT #4 

TYPE 

PROBE 

MODE 

COUNT 

1 

Monopole 

686 

Plug 

Plug 

Plug 

2 

Monopole 

634 

Monopole 

Plug 

Plug 

3 

Monopole 

600 

Monopole 

Monopole 

Plug 

4 

Monopole 

595 

Monopole 

Monopole 

Monopole 

5 

Monopole 

602 

Monopole 

Loop 

Loop 

6 

Loop 

561 

Monopole 

Monopole 

Loop 

7 

Loop 

666 

Plug 

Plug 

Plug 


4.2.2 RP-1 TEST RESULTS The spherical test tank was moved to the test cell and interfaced with 

the fluids and data acquistion systems. Using an RF range of 1. 0-2.0 
GHz an X-Y plot of the systems analog output versus mass of RP-1 
was taken as illustrated in Figure 4-18. Using the 1.0-2.0 GHz RF 
frequency band with RP-1 and four monopole probes, the following 
orientation data was obtained: 

• Dynamic orientation data at every 10% RP-1 mass increment 
from 100% thru 0%. Approximately 100 data frames were 
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recorded directly on IBM cards at each 10% loading condition. 
(Approximately 11 (X) data frames). 

• Static orientation data at 80% and 20% RP-1 loading 
increments. At each RP-1 loading, approximately 20 data 
frames were recorded for each tank position at angular 
increments of 45 degrees from 0-360 degrees, i.e., 
approximately 180 data frames at each loading. (Approximately 
360 data frames). 

The dynamic orientation data obtained during the test was analyzed 
by establishing for each mass loading; 

• Minimum mode count 

• Maximum mode count 

• Mean mode count 

• Variance in mode count 

• Variance in mode count 

• Standard deviation of mode count. 

Table 4-13 contains the results obtained during the dynamic 
orientation tests, indicating an average standard deviation of 4.59 
modes for all fill levels. Table 4-14 shows a comparison of the test 
results obtained for the dynamic and static orientations with 80% 
and 20% RP-1 mass loadings. It is noted that the mean mode count 
for the dynamic and static orientation are in close agreement. 
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TABLE 4-13 

RANGE, MEAN, VARIANCE, AND STANDARD DEVIATION OF 
MODE COUNT DATA: RP-1 DYNAMIC ORIENTATION TESTS 
SPHERICAL TEST TANK - MAY 14, 1975 


MASS 

% 

LOADING 

RANGE 

MEAN 

VAR 

D 

MIN 

MAX 

100 

73 

78 

75,34 

1,34 

1.16 

90 

94 

110 

102.69 

11.11 

3.33 

80 

104 

121 

112.50 

12.07 

3.47 

70 

119 

137 

127.14 

14.22 

3.77 

60 

133 

150 

140.66 

17.46 

4.18 

50 

150 

170 

161.08 

19.29 

4.39 

40 

177 

208 

192.53 

37.81 

6.15 

30 

229 

258 

242.63 

47.11 

6.36 

20 

293 

334 

313.62 

56.03 

7.49 

10 

394 

426 

411.11 

46.02 

6.78 

0 

629 

643 

636.61 

8.64 

2.94 

Average S.D. 

4,59 
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TABLE 4-14 

COMPARISON OF RANGE, MEAN, VARIANCE, AND STANDARD DEVIATION 
OF MODE COUNT DATA OBTAINED DURING STATIC AND 
DYNAMIC ORIENTATION: RP-1 SPHERICAL TANK 



DYNAMIC ORIENTATION 

STATIC ORI 

ENTATION 

MASS 

0/ 

RANGE 

MEAN 

VARIANCE 

S.D. 

RANGE 

MEAN 

VARIANCE 

S.D. 

% 

LOADING 



MIN 

MAi? 

80 

104 

121 

112.50 

12.07 

3.47 

107 

121 

112.61 

12.58 

3.55 

20 

293 

334 

313.62 

56.03 

7.49 

304 

322 

m 

27.79 

5.27 


4.2.3 PRESSURIZATION TESTS A pressurization test using the spherical RP-1 test tank was 

performed to determine the effect on the RF gauging system output 
under cunuitions of pressure. Theory would demand that if the 
volume of the tank is not changed and if the electrical characteristics 
of the RF probes are not altered by the pressure conditions, the RF 
mode count will not change. 

4.2.3.1 VOLUME CHANGE WITH The volume of the test tank does, however, change with pressure. To 
PRESSURE estimate the amount of volume change anticipated with the 

application of 200 psig internal pressure, for the purposes of 
simplicity, the following can be assumed about the spherical RP-1 
test tank: 

• It is an ideal sphere, i.e. no welds, holes, etc. 

• Made from T-6061 aluminum 

• '.verage thickness; t = 0.390 inches 

• Nominal internal radius; r = 16.88 inches. 

The tank volume at 0 psig would be 



(16.88)3 


134) 



116 





























\ 


liMUrMtww ta ii 

Utotuffport 


V = 20146.8 in^ (0.3302 m^). 

At 200 psig, an estimated volume can he determined by noting that 
for an ideal sphere the change in radius is 


AR 




(35) 


where 


R * radius (16.88 inches) 
a = unit stress 

E = modulus of elasticity (10.0 x 10^ psi) 
V s Poisson's ratio (0.30) 


and 


0 



(36) 


where 


p = pressure (200 psig) 
t = thickness (0.390 inch). 

and 36 , and solving for AR 

(l-. 


AR 8 (200) (16-88) (1-0.|) ^ (.00013m). (37) 

(2)(0.39)(10.0x 10°) 

The new volume would then be 

V =-^ir(16.8851)2 « 20165.06 in^ (.3305 m^). 

w 


Combining equation 35 


AR = 


2tE 
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This indicates that an increase in volume of approximately 18.26 in^ 
(.003m^), i.e., approximately 0.09% increase. 

For the empty tank, considering the maximum theoretical number of 
modes possible based on the volume dependency relationship. 


4.2.3.2 PROOF PRESSURE 
TESTING 


N 


8W 
3 0 ^ 



(38) 


it would be expected for a 200 psig pressure ir^crease that the 
maximum number of modes would increase in proportion to the 
increase in tank volume, i.e. by only 0.09%. 

A proof pressure tesi of 600 psig with water was planned prior to 
beginning the RP-1 pressurizatio*' tests. Pressure was gradually 
increased during the proof pressure test until at 525 psig, the girth 
weld of the test tank failed. Figures 4-19 and 4-20 illustrate this 
failure in the weld. The test tank was reworked by machining away 
the welded area and then again welding together each hemisphere. A 
proof pressure test was then repeated with a maximum pressure of 
325 psig. 


4.2.3.3 RP-1 PRESSURIZATION For the pressurization tests, twenty IBM data frames of RF mode 
TESTS count and pressure were taken at each 50 psig increments of pressure 

from 0 to 200 psig for each 10% fill level of RP-1 from 0 to 100%. 
An X-Y plot of RF mode count versus pressure was also recorded at 
each RP-1 loading. The IBM recordings at each pressure increment 
were taken on a static basis where data was first taken at the lowest 
pressure increment, and then at each successive pressure increment. 
The X-Y plots at each fill level are continuous recordings which were 
taken as the pressure was relieved from the test tank. 

Table 4-15 is a summary of the average mode count obtained for 
each combination of pressure and RP-1 loading level. Figures 4-21 
thru 4-26 show the X-Y plot recording of 0% (dry), 100%, 90%, 80%, 
70%, and the 60% RP-1 loadings. It is noted that at the 60% loading 
the RF output as seen on the X-Y plot became very irregular. The 
X-Y plots for the 50%, 40%, 30%, 20%, 10%, and 0% Wet RP-1 
loading also showed a very irreru*ar variation in mode count. After 
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Figure 4-20 







































































































the testing, the RF probes were removed from the test tank and the 
radomes removed. It was noted that RP-1 had leaked into the probes 
and that in one of the probes the pressure had pushed the radome 
such that it physically caused the radiation element to short out 
against the outer conductor of the semi-rigid coax. It was apparent 
that this was causing an intermittent electrical short during the 
pressurization. The highlighted data in Table 4-15 are clearly data in 
which such shorting out of the RF probe was occuring. The 
remaining data is sufficient to illustrate that thet?; is no significant 
variation in RF mode count as a function of pressure with RP-1 as 
the test fluid. A slight increase in mode count in the dry empty tank 
was noted, and exceeded any increase that could possibly be caused 
by an increasing tank volume. Figure 4-27 shows the empty tank X-Y 
plot of mode count versus pressure that was performed after all RP-1 
fill levels were tested. It is interesting to note that at the lower 
increments of pressure there is no such irKrease in mode count as the 
pressure was increased. The same is noted from Table 4-15. 

An insulating spacer was then fabricated and inserted in each probe 
to assure that the radiation element would not short out regardless of 
any collapsing or movement in the radome. It was, however, not 
feasible to make furthet modifications to ruggedize or prevent RP-1 
from entering the probes. Nonetheless, the pressurization tests were 
repeated and the results are summarized in Table 4-16. Figures 4-28 
thru 4-38 show the X-Y plots of the 100%, 90%, 80%, 70%, 60%, 
50%, 40%, 30%, 20%, 10%, and 0% RP-1 loadings. These plots 
recorded the analog RF output as the pressure in the tank was 
relieved from 200 psig. It is clear that the addition of the insulating 
spacers in the RF probes minimized variations with pressure. A more 
rigid radome would undoubtedly be advantageous to further 
minimize possible effects due to the probes. One additional test with 
a 100% RP-1 loading was performed where the tank was pressurized 
to 300 psig. Figure 4-39 shows the X-Y plot of mode count versus 
pressure as the pressure was released. There was no detectable change 
in mode count over the span of 300 psig. 
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TABLE 4-15 


MODE COUNT VS. PRESSURE 
RP-1 PRESSURE TEST - MAY 29, 1975 


APPROX. 

% 

RP-1 LOADING 

N2 PRESSURE IN PSIG 

0 

wm 

100 

150 

200 

DRY EMPTY TANK 


620.9 

623.9 

627.1 

629.9 

100 


91.3 

88.4 

88.7 

90.75 

90 


111.35 

110.5 

109.8 

109.0 

80 

124.1 

121.2 

120.2 

119.25 

118.5 

70 

141.9 

141.6 

140.3 

140.5 

J.38,7_ 

60 

161.1 

150.6 

148.0 

42.6 

142.0 

50 

172.3 

174.2 


141.4 

169.1 

40 

199.5 

198.1 

178.0 

162.2 

193.5 

30 

248.4 

49.0 

245.4 


201.7 


310.8 

307.8 

308.1 

KPm 

mmm 

10 

415.3 

414.0 

415.5 

378.1 

354.65 

0 (wet) 

i 618.4 

611.5 

614.3 

618.3 

547.7 


TABLE 4 16 


MODE COUNT VS. PRESSURE 
RP-1 PRESSURE TEST - JUNE 2. 1975 


APPROX. 

% 

RP-1 LOADING 

N 2 PRESSURE IN PSIG 

0 


100 

150 

200 

100 

75.6 

83.1 

84.3 

84.6 

85.9 

90 

108.1 

108.3 

108.6 

108.1 

107.4 

80 

124.5 

124.8 

122.5 

120.6 

120.6 

70 

133.1 

134.2 

133.4 

135.0 

134.4 

60 

145.7 

148.7 

146.0 

144.6 

146.2 

50 

167.0 

165.5 

166.8 

169.7 

168.8 

40 

208.4 

206.8 

mm 

204.4 

203.2 

30 


251.7 



246.4 

20 


314.0 

314.1 


322.3 

10 

401.7 

407.6 

410.7 

410.4 

411.8 

0 (Wet) 

628.3 

630.7 

631.8 

628.2 

630.8 
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4.3 SUMMARY OF CONFIG- The evaluation of configuration and multiple probes in the 
URATION, MULTIPLE PROBE, cylindrical and spherical RP-1 test tanks has provided an additional 
AND PRESSURE EVALUA- understanding of the effect perturbations and multiple probes have 
TIONS on RF gauging performance. From this effort we can conclude the 

following: 

• Multiple 'space-diversity' probes provide better coupling to the 
resonant modes than utilization of a single probe element. This 
was clearly demonstrated by comparing the variances in mode 
count in the test case of the four monopole probe elements and 
that of the test case involving only one monopole probe 
element. 

• The use of loop type probe elements does not offer any real 
advantages over the monopole type probe elements. 

• With small tankage, the presence of internal hardwaie or other 
perturbing structural mer..bers need not be a detriment to 
gauging performance, and in fact can greatly enhance gauging 
performance. This was clearly demonstrated by the comparative 
tests performed with RP-1. This improvement in performance is 
attributed to a reduction in symmetry which effectively "breaks 
up" mode degeneracies and provides in effect a more uniform 
distribution of modes as a function of frequency. 

• It is noted that in the case of large tanks; i.e., tanks whose 
dimensions are very large compared with wavelength, mode 
density and spacing between modes is small and in effect tends 
to inherently provide uniform distribution of modes as a 
function of frequency. Therefore the introduction of a 
perturbation capable of breaking up mode degeneracies by 
frequency shifting one of two grouped modes would, with equal 
likeMhood, shift it into superposition with some other nearby 
mode. Hence, the introduction of perturbations in a truly large 
tank will not be expected to be either detrimeqtal or beneficial 
to gauging performance. 

From the pressurization testing using the sperical RP-1 test tank, the 
following can be concluded: 

• Pressurization with up to 200 psig N 2 gas in the empty spherical 
tank caused no appreciable change in mode count. 

• Pressurization with up to 300 psig in the spherical tank 
containing RP-1 caused no appreciable change in mode count. 
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• Examination of the RF probes after the pressurization tests 
reveaied that RP-1 had leaked into the probe. A long term 
pressurization with RP-1 could force RP-1 into the semi-rigid 
coax line and eventually out at the probes terminating 
connector. To prevent this, a more ruggedized radome and/or 
hermetic seai would be required for high pressure or flight 
appiical ons. 
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5.0 ANALOG PROCESSING 
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The present method of detecting mode pulses is through the use of a 
time delay-differentiator-comparator scheme shown in Figure 5-1. In 
this scheme the incoming mode pattern is compared to the same 
pattern which has been delayed in time. At each resonant peak the 
difference between the delayed and undelayed mode pattern changes 
sign causing the comparator to change state. The Laplace transfer 
function for this circuit can be described as follows, assuming an 
ideal amplifier with gain of A: 

fl * y . » 1 (39) 

Ein HRCs ' Ei„ 

Ein ■ ' Ein' 

1+RCs‘^ ) 


1 • 1 • RCS 
^ 1 + RCs 




Figure 5-1 

ANALOG MODE DETECTOR 


144 





h^Umwnf Ji 
Uf»SMfiport 


The circuit is therefore band limited with the limits being determined 
by the RC network as well as the non-ideal characteristics of die 
operational amplifier. 

If R and C are chosen as 1 k^2 and 1500 pf respectively and a pA715 
amplifier with a gain of 31.600 is assumed, representative 
bandwidths can be calculated from the Laplace transfer function. 
When this is done using the above values, it is found that the gain of 
the circuit is greater than 1 above approximately 3.5 and that 
above approximately 400 KHz the network phase shift becomes 
180° resulting in instability. The calculated bandwidth for this 
circuit is therefore from 3.5 Hz to 400 KHz. 

One way to assure that the rise time of the fastest modes is not faster 
than the maximum detector response frequency is to sweep slower 
through fast modes while retaining a fast sweep through slower 
modes. This can be accomplished using a feedback scheme in which a 
signal which is proportional to the rise time of a mode is used to 
control the sweep rate of the RF generator. 

A possible implementation of such a scheme is Lhown in Figure 5-2 
in block diagram form. In this circuit the incoming modes signal is 
differentiated resulting in a voltage which is proportional to the rise 
time of the n ode pulse. This signal is retained in a peak detector 
which gives a fast "attack," slow decay control signal. This signal, 
after amplification, is used to tune (decrease the frequency) of a 
voltage controlled oscillator (VCO). The signal from this VCO is 
digitally counted continuously in a 12 bit binar/ up-down counter. 
The digital contents of the counter are continually converted to an 
analog signal of from 0 to 10 volts. With no control voltage applied 
to the VCO the output of the Digital to-Analog Converter is a 
sawtooth wave of 0 to 10 volts. The slope (and perioo) of the 
sawtooth is controlled by the VCO frequency such that the sweep 
rate is decreased when a fast rise time mode is detected (the VCO 
frequency is decreased). A schematic diagram of the circuit is shown 
in Figure 5-3. 

This circuit was built and tested as a sweep source for the solid state 
RF VCO which sweeps 1 to 2 GHz. The sweep rate was adjusted to 
approximately 20 seconds and strip charts were made of the mode 
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pattern and t*-.e sweep voltage to establish that the scheme was 
working. Extracts of these strip charts for the same frequency band 
are shown in Figi res 5-4 and 5-5. Both graphs were made with the 
chart speed and vt rtical sensitivity the same. The first graph. Figure 
5-4 was made with the feedback loop open so that the VCO was free 
running. The second graph. Figure 5-5, was made with the feedback 
loop closed so that the VCO frequency was decreased during fast rise 
time modes. Note that the sweep voltage of the first graph is linea: 
while that of the second is not linear, but has a slope which decreases 
with each fast mode and then increases again after the mode. These 
graph: make several facts apparent. 

First, it will be noted that the distribution of modes in the graph 
produced with the feedback ioop dosed is much more uniform with 
much less "dead" space between mode pulses. Also, the detail 
available is much improved »*»hen several modes of nearly equal 
frequency are merged into apparently one mode. Since the detail is 
needed only during a mode and not in the dead space between 
modes, more efficient use is made of the time during the sweep. This 
occurs because the RF source is swept more rapidly through dead 
areas than is normally possible with a constant frequency sweep, but 
more slowly through rapid modes than is likewise possible with a 
constant sweep. 

Not immediately apparent on the graph is the fact that the high 
frequency content of the mode pattern is considerably reduced when 
the feedback loop is closed. This is the desired result from the 
circuit, which with further refinement should enhance the 
detectability of modes and minimize errors due to mode processing. 
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6.0 DIGITAL PROCESSING Another method of detecting resonant mode poises is through the 

ELECTRONICS use of digital comparison techniques. A block diagram illustrating 

this technique is shown in Figure 3-1. As shown the circuit employs a 
four phase clock to implement a sample, compare, sample, compare 
sequence. The sequential operation of the circuit is described in 
Table 6-1. Simply stated, the mode processing is accomplished by 
comparing a sample of the mode pattern with a previously attained 
sample. The comparator output will change state at each comparison 
until a resonant peak is detected. When the comparator output fails 
to change as the result of a comparison, the post comparator logic 
detects the failure to change and the output changes state. 

This mode detection scheme is also band limited. All of the following 
have an influence on the bandwidth of the circuit: the threshold 
voltage of the comparator, the input signal amplitude, the sample 
rate, and the acquisition time of the sample-hold. For ease of 
calculation a sine wave will be used in the analysis; 

coj_ - Low radian frequency limit 

f|_ - Low frequency limit 

ti - time of first sample 

t 2 * time of second sample 

V - Threshold voltage of comparator 

A - Amplitude of sine wave input 

f^ • High frequency limit 

f j - Sampling frequency 

The relationship between the sampling frequency (fj) and the low 
frequency limit, (fj_) is derived using the equation 

A (sin u)|_ t^ - sin co|_t 2 ) = ± V. (40) 

This equation states that the magnitude of the sample taken at t.|, A 
sin w^t^, minus the magnitude of the sample taken at t 2 , A sin 
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1 

S 

First sample ’s taken. 

2 

C 

Compare sample 1 with 0 volts - Latch A goes high; 



output goes high 

3 

S 

Take a sample 

4 

c 

Compare previous 2 samples - Latch B goes high; 



output remains high 

1 

s 

Take a sample 

2 

c 

Compare previous 2 samples - Latch A remains high; 



output remains high 

3 

s 

Take a sample 

4 

c 

Compare previous 2 sanoles - Latch B goes low; 



output goes low 

1 

s 

Take a sample 

2 

c 

Compare previous 2 samples - Latch A goes low; 



output remains low, etc. 


TABLE 6-1 

DIGITAL MODE PROCESSING SCHEME 
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greater than or equal to the threshold voltage of the 
comparator for an input signal v/ith a radian frequency of If this 
equation is satisfied, mode pulses corresponding to frequencies 
greater than o;|_. If this equation is satisfied, mode pulses 


corresponding to frequencies greater than cu|_ will be sensed, and 
those below U|_ will go by undetected. Returning to the above 


equation 



A (sin col * sin - V 

A (sin 2fffL t.| • sin 2irfLt2) > ± V. 

Zero time is chosen as a starting point so t.j is set equal to 0 
A ( sin 2irf Lt 2 > > ± V 
A sin 27rfLt2 > V 
sin 27rfLt2 > V/A 


^2 ^ 


arcsin(V/A) 

27TfL 


t 2 is the time between successive samples, so the sampling frequency 
is 


1 2'rf, 

f *- 

® ^2 arcsin(V/A) 




From this equation it can be seen that the sampling frequency is 
dependent upon the lowest frequency to be processed, the threshold 
voltage of the op amp, and the amplitude of the incoming signal. 

According to sampling theory, a signal must be sampled twice every 
cycle, at the minimum, to get an accurate representation of the 
signal. In this case, to insure accuracy, the signal being processed will 
be sampled at a minimum of 4 times per cycle. Now a relationship 
can be given for the upper frequency limit. 
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= !l= 

4 f|. arcsin(V/A) 

f p = Sampling Rate > 4 

Using realistic values in the equations derived, a bandwidth for this 
circuit can be computed. 

For V, the threshold voltage of the comparator, 5 mV has been 
selected and the amplitude of the sine wave input. A, is taken to be 1 
volt. The low frequency limit of 25 Hz will be used, 

, *5 ?«(25) 

^44 arcsin(V/A) 4 arcsin |.005 


A common approximation is that arcsin 0 = 0 for 0 <0.1, it can 
therefore be seen that the high frequency limit is inversely 
proportional to the threshold voltage of the comparator and directly 
proportional to the low frequency limit. 

Therefore to increase the upper frequency limit it is necessary to use 
a comparator with tht lowest possible threshold voltage and to 
operate with the highest possible low frequency limit. 

The circuit was built and tested with a sine wave input signal to 
simulate the mode pattern. For a sample frequency of 500 KHz the 
maximum and minimum frequencies were 170 KHz end 38 KHz 
respectively. These values are considerably poorer than anticipated. 
The poor low frequency response is apparently due to both the large 
threshold voltage of the comparator used and noise problems 
associated with comparator indecision at the lower frequencies. No 
further attempts were made to further improve the response of the 
digital mode processor. It is concluded that although the digital 
mode processing approach does offer some conceptual advantages 
over the analog mode processing approach, at present the analog 
approach is simpler, has been proven by demonstration in gauging 
tests, and hence is the choice for a processing approach. 
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7.0 CONCLUSIONS From the experimental results of the tests conducted during Phase C, 

the following conclusions may be made: 

• The feasibility of the RF Gauging mode counting technique has 
again been demonstrated for gauging liquid hydrogen and liquid 
oxygen under all altitude conditions. 

• With LH 2 , it has been demonstrated under dynamic fluid 
conditions, in which the fluid assumes (with time) ever changing 
positions within the tank, that the RF Gauging technique on 
the average provides a very good indication of mass. The average 
percent of error mass from the best fit linear-regression curve 
for all fill levels was 1.17 percent. 

• With LOX, it has been demonstrated under dynamic fluid 
conditions, in which the fluid assumes (with time) ever changing 
positions within the tank, that the RF Gauging technique on 
the average provide a very good indication of mass. The average 
mass error using a single-segment polynomial equation to 
calculate mass knowing mean mode count was 0.8576 percent 
of full scale. 

• It is significant to note that the distribution of the mode count 
data at each fill level during dynamic LH 2 and LOX orientation 
testing does approach a statistical normal distribution. 

• Multiple 'space-diversity' probes provide better coupling to the 
resonant modes than utilization of a single probe element. This 
was clearly demonstrated by comparing the variances in mode 
count in the test case of the four monopole probe elements and 
that of the test case involving only one monopole probe 
element. 

• With small tankage, the presence of internal hardware or other 
perturbing structural members need not be a detriment to 
gauging performance, and in fact can greatly enhance gauging 
performance. This was clearly demonstrated by the comparative 
tests performed with RP-1. This improvement in performance is 
attributed to a reduction in symmetry which effectively "breaks 
up" mode degeneracies and provides in effect a more uniform 
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distribution of modes as a function of frequency. It is, however, 
noted that in the case of large tanks, i.e. tanks whose 
dimensions are very large compared with wavelength, mode 
density and spacing betv^n modes is small and in effect tends 
to inherently provide a uniform distribution of modes as a 
function of frequency. Therefore the introduction of a 
perturbation capable of breaking up mode degeneracies by 
frequency shifting one of two grouped modes would, with equal 
likelihood, shift it into superposition with some other nearby 
mode. Hence, the introduction of perturbations in a truly large 
tank will not be expected to bt either detrimental or beneficial 
to gauging performance. 

• Pressurization with up to 200 psig N 2 gas in the empty spherical 
tank caused no appreciable change in mode count. 

• Pressurization with up to 300 psig in the spherical tank 
containing RP-1 caused no appreciable change in mode count. 

• The variable sweep rate generator technique provides a more 
uniform mode versus time distribution for processing. Signal 
processing using the analog mode processing technique and the 
variable sweep rate concept is recommended for 
implementation in Phase D. 
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• 0% LOX LOADING B-13 

• 5% LOX LOADING B-14 

• 10% LOX LOADING B-15 

• 20% LOX LOADING B-1 6 

• 30% LOX LOADING B-1 7 

• 40% LOX LOADING B-18 

• 50% LOX LOADING B-1 9 

• 60% LOX LOADING B-20 

• 70% LOX LOADING B-21 

• 80% LOX LOADING B-22 

• 90% LOX LOADING B-23 

• 95% LOX LOADING B-24 

FREQUENCY OF OCCURENCE VS. MODE COUNT (STATIC ORIENTATION) 

0% LOX LOADING B-25 

• 5% LOX LOADING B-26 
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COMPUTER PLOT PAGE NO. 

• 10% LOX LOADING B-27 

• 20% LOX LOADING B-28 

• 30% LOX LOADING B-29 

• 40% LOX LOADING B-30 

• 50% LOX LOADING B-31 

• 60% LOX LOADING B-32 

• 70% LOX LOADING B-33 

• 80% LOX LOADING B-34 

• 90% LOX LOADING B-36 

• 95% LOX LOADING B-36 

MODE COUNT VS. ORIENTATION ANGLE (STATIC ORIENTATION) 

• 0% LOX LOADING B-37 

• 5% LOX LOADING B-38 

• 10% LOX LOADING B-39 

• 20% LOX LOADING B-40 

• 30% LOX LOADING B-41 

• 40% LOX LOADING B-42 

• 50% LOX LOADING B-43 

• 60% LOX LOADING B-44 

• 70% LOX LOADING B-45 

• 80% LOX LOADING B-46 

• 90% LOX LOADING B-47 

• 95% LOX LOADING B-48 
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